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I.  INTRODUCTION 

The  linear  thermopile,  consisting  of  bismuth  and  silver  wires, 
with  rectangular  receivers  attached  to  the  junctures  of  these  two 
metals  was  constructed  about  three  years  ago.^ 

Its  novelty  consists  in  a  series  of  overlapping  receivers,  forming 
a  continuous  surface  which  has  all  the  advantages  of  a  good  bo- 
lometer, with  none  of  the  disadvantages  of  that  well-known  instru- 
ment. At  first  the  wide  application  of  this  device  could  not  be 
foreseen.  In  fact,  the  first  instrument  was  constructed  in  part  to 
refute  the  prediction  that  such  a  design  (proposed  about  a  year 
earlier)  was  doomed  to  failure  because  of  lack  of  insulation.  As 
an  illustration  of  some  of  the  contradictions  in  mechanical  con- 
struction it  is  relevant  to  say  that  there  is  no  difficulty  in  obtaining 
good  insulation,  and  that  one  is  chiefly  concerned  in  obtaining 
good  metallic  contact  of  the  fine  wires  used  in  this  device. 

The  object  of  the  present  paper  is  to  illustrate  various  modifica- 
tions and  uses  to  which  this  instrument  has  been  adapted,  and  to 
indicate  further  applications. 

The  wide  range  of  usefulness  of  this  radiometer  is  owing  to  the 
fact  that  its  heat  capacity  is  sufficiently  low  so  that  it  attains  a 
maximum  temperature  in  less  than  four  seconds  (and  92  per  cent 
of  its  maximum  in  two  seconds) ;  and  yet  the  receiver  is  sufficiently 
massive  so  that  it  may  be  operated  in  the  open  without  being 
disturbed  by  the  cooling  effect  of  air  currents.  No  doubt  the 
thinnest  bolometer  material  would  be  more  sensitive  than  the 
thermopile,  when  used  in  a  high  vacuum,  but  in  that  case  the  gen- 
eral applicability  of  these  two  types  of  instruments  is  not  being 
considered. 

The  general  utility  of  the  thermopile  as  a  radiometer  will  be 
apparent  from  the  various  modifications  which  will  be  described 
presently.  It  will  be  sufficient  to  note  briefly  that  the  investiga- 
tion of  the  effect  of  radiant  energy  upon  matter,  and  in  passing 
through  matter,  and  the  investigation  of  the  laws  governing  the 
passing  of  energy  by  radiation  from  matter,  occupies  the  attention 
of  many  of  the  foremost  experimenters.  The  visible  and  ultra- 
violet radiations  are  being  used  as  stimuli  by  chemists  for  pro- 
ducing photochemical  reactions,  by  biologists  and  physiologists 

J  This  Bulletin,  9,  p.  7;  1912. 
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in  their  investigations  of  the  effect  of  radiant  energy  upon  lower 
organisms,  by  psychologists  in  their  studies  of  the  effect  of  light 
upon  the  eye,  and  by  physicists  in  their  investigations  of  photo- 
electric and  other  phenomena.  In  all  such  investigations  it  is 
desirable  to  know  the  energy  value  (mechanical  equivalent)  of  the 
dift'erent  radiations  (wave  lengths)  used  as  stimuli.  For  this 
purpose  it  is  necessary  to  use  a  radiometer  which  functions  inde- 
pendently of  the  frequency  of  the  stimulus.  Many  of  the  afore- 
mentioned groups  of  investigators  lack  experience  in  operating 
a  bolometer  and  have  not  the  time  available  to  acquire  such  ex- 
perience even  if  their  laboratories  are  fortunately  so  situated  as  to 
permit  of  the  use  of  a  bolometer.  It  is  with  the  needs  chiefly  of 
this  type  of  investigators  in  mind,  that  the  various  thermopile 
experiments  herein  described  have  been  made. 

As  mentioned  in  the  first  paper  ^  the  selection  of  silver  to  com- 
plete the  element  with  bismuth  w^as  because  of  the  ease  with  which 
it  can  be  cleaned  (in  order  to  obtain  complete  contact  in  soldering 
the  metals)  and  annealed,  which  are  the  prime  requisites  in  con- 
struction. It  w411  be  shown  presently  that  neatness  of  construc- 
tion is  of  more  importance  than  a  high  thermal  emf  in  order  to 
produce  a  thermopile  having  a  high  radiation  sensitivity. 

The  present  form  of  bismuth-silver  thermopile  is  the  result 
of  experiments  upon  materials  that  are  sufficiently  strong  so  as  to 
withstand  rough  usage.  In  addition  to  this  featiure,  it  has  a  high 
sensitivity  and  a  quick  action.  It  is  the  outcome  of  an  attempt 
to  produce  a  receiver,  having  a  completely  opaque  surface  (i.  e.,  no 
open  spaces  in  it),  which  may  be  calibrated  and  used  (in  air)  in 
making  absolute  measurements  of  radiant  energy. 

n.  THEORETICAL  DEDUCTIONS  OF  EFFICIENCY  OF  THERMOPILES 

In  connection  with  the  question  of  the  possibility  of  replacing 
the  dynamo  by  a  thermoelectric  generator,  Rayleigh  ^  has  dis- 
cussed the  thermodynamic  efficiency  of  the  thermopile.  In  his 
computations  only  the  specific  resistances  and  the  thermal  con- 
ductivities of  the  materials  were  considered,  the  loss  by  radiation 
being  negligible.  He  showed  that  the  useful  work  done  externally 
attains  a  maximum  w^hen  the  external  resistance  equals  the  inter- 

^This  Bulletin.  9,  p.  7;  1912.  3  Rayleigh:   Phil.  Mag.  (s),  20,  p.  361;  1885. 
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nal  resistance.  He  compared  the  mathematical  expression  for  the 
external  work  with  the  energy  dissipated  by  heat  conduction  in 
the  elements.  The  ratio  of  these  two  quantities  is  the  efficiency. 
He  found  that  the  efficiency  of  the  thermopile  does  not  depend 
upon  the  absolute  dimensions  (cross  sections)  of  the  elements,  or 
of  their  thermal  and  electrical  resistances,  but  only  upon  the 
ratios  of  these  quantities.  The  efficiency  of  the  thermopile  is 
independent  of  the  number  and  lengths  of  the  elements,  and  of 
the  temperature  difference  of  the  junctions;  it  is  dependent  only 
upon  the  thermoelectric  power  of  the  single  elements.  The  con- 
clusion arrived  at  was  that  a  thermopile  would  be  far  less  effi- 
cient than  a  dynamo  and  steam  engine.  Kollert  ^  also  found 
that  the  efficiency  of  the  thermoelectric  generator  does  not  depend 
upon  the  number  or  dimensions  of  the  elements.  In  the  genera- 
tors tested  by  him  the  source  of  heat  was  a  series  of  bunsen  burn- 
ers. He  found  the  efficiency  of  the  various  types  of  thermo- 
electric generators  to  be  from  5  to  1 2  per  cent. 

Hoffmann  ^  investigated  experimentally  the  effect  of  the  loss  of 
heat  by  radiation  and  by  conduction  upon  the  efficiency  of  the 
thermopile.  He  arrived  at  practically  the  same  conclusions  as  did 
his  predecessors. 

An  important  contribution  to  the  discussion  of  the  efficiency  of 
thermopiles  is  by  Altenkirch.^  He  neglects  the  Thomson  effect 
for  small  temperature  differences  and  sets  the  thermal  emf  pro- 
portional to  the  temperature  difference.  He  found  that  (i)  the 
efficiency  is  independent  of  the  number  of  junctions,  (2)  the  most 
favorable  conditions  are  obtained  when  the  ratio  of  the  electrical 
resistance  to  the  heat  conductivity  is  the  same  in  both  wires,  (3) 
for  small  emfs  the  electrical  energy  developed  increases  as  the 
square  of  the  emf,  but  for  large  ^  emfs  the  Peltier  effect  must  be 
considered.  (4)  The  external  resistance  may  be  two  or  three 
times  the  internal  resistance  without  seriously  affecting  the  maxi- 
mum efficiency  of  the  thermopile.  The  last  deduction  is  of  inter- 
est in  view  of  the  generally  accepted  notion  that  it  is  very  essen- 

<  Kollert:  Elektro-Tech.  Zs.,  11,  p.  m;  1890. 

*  Hoffmann:  Inaug.  Diss.  Rostock;  1898. 

*  Altenkirch:   Phys.  Zs.,  10,  p.  560;  1909. 

^  It  will  be  shown  on  a  subsequent  page  that  the  increase  in  radiation  sensitivity  is  far  from  being  pro- 
portional to  the  increase  in  emf."  when  a  comparison  is  made  of  a  bismuth-silver  and  a  bismuth-iron  ther- 
mopile. 
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tial  to  have  an  exact  equality  of  internal  and  external  resistance. 
He  gives  a  series  of  curves  showing  the  efficiency  of  the  thermopile 
for  different  values  of  thermoelectric  power,  and  for  different 
values  of  external  resistance.  These  efficiency  curves  are  very 
flat  at  the  maximum  and  they  are  far  less  symmetrical  than  the 
herein-described  observations,  which  show  that  the  radiation  sen- 
sitivity of  the  thermopile  is  the  same  when  the  (external)  galva- 
nometer resistance  is  one-half,  or  twice  the  resistance  of  the  ther- 
mopile. 

The  aforementioned  discussions  relate  to  thermopiles  which  are 
to  be  used  as  thermoelectric  generators  to  replace  the  dynamo. 
The  most  recent  theoretical  contribution  on  the  construction  of 
thermopiles  for  measuring  radiant  energy,  and  relating  especially 
to  vacuum  thermopiles,  is  by  Johansen.^  His  assumptions  and 
conclusion^  do  not  differ  radically  from  those  of  his  predecessors. 
His  deductions  are  that  (i)  the  galvanometer  resistance  should  be 
equal  to  the  resistance  of  the  thermoelements;  (2)  the  radii  of 
the  two  wires  of  the  thermoelement  should  be  so  chosen  that  the 
ratio  between  the  heat  conductivity  and  the  electrical  resistance 
is  the  same  in  both;  (3)  the  heat  loss  by  conduction  through  the 
wires  must  equal  the  heat  loss  by  radiation  from  the  junctions 
(a  question  that  can  be  answered  only  by  direct  experiment  with 
the  material  to  be  used) ;  and  (4)  the  radiation  sensitivity  is  pro-. 
portional  to  the  square  root  of  the  exposed  surface.  In  his 
experimental  instrument,  the  "cold"  (unexposed)  junctions  are 
joined  directly  to  the  binding  posts.  This  is  likely  to  cause  a 
''  drift "  of  the  zero  reading  owing  to  the  fact  that  the  air  is  warmed 
by  the  incident  radiation  and  the  "  cold  "  junction  can  not  quickly 
assume  the  temperature  of  the  surrounding  air.  In  a  subsequent 
paper  ^  he  recognizes  this  defect,  and  gives  a  symmetrical  design 
with  circular  receivers  as  obtained  in  the  Rubens  thermopile. 

He  makes  further  computations  showing  that  in  the  unsym- 
metrical  type  of  thermopile  the  radiation  sensitivity  is  -^2  times 
that  of  the  symmetrical  design.  In  other  words,  his  unsymmetrical 
design  should  be  about  40  per  cent  more  sensitive  than  the  Rubens 
thermopile  and  the  herein-described  thermopiles. 

s  Johansen:  Ann.  der  Phys.  (4),  33,  p.  517;  1910.  '  Joliansen:   Phys.  Zs.,  14,  p.  99S;  191.^. 


136  Bulletin  of  the  Bureau  of  Standards 


[Vol.  II 


Johansen  states  that  using  an  iron-constantan  element  the 
Peltier  effect  decreases  the  deflections  by  %  per  cent  and  is  of  no 
consequence  so  long  as  the  same  resistance  is  in  the  circuit.  In 
an  iron-bismuth  element  the  Peltier  effect  is  four  times  as  large, 
i.  e.,  one  can  observe  with  an  accuracy  of  i  per  cent  when  the 
external  resistance  is  varied.  This  estimate  is  in  agreement  with 
previous  computations  ^^  which  indicated  a  correction  of  about 
I  part  in  300  for  iron-constantan.  On  the  same  basis  of  com- 
putation an  error  of  about  i  part  in  150  would  result  in  the  gal- 
vanometer deflections  when  using  bismuth  and  silver  for  the 
thermal  element.  However,  the  amount  of  current  flowing  may 
be  controlled  by  placing  sufficient  resistance  in  series  to  reduce  all 
the  galvanometer  deflections  to  the  same  value.  In  this  manner 
the  Peltier  effect  will  be  the  same  for  all  intensities  of  the  incoming 
radiation.  By  using  a  rotating  sector  to  reduce  the  intensities  of 
the  radiations  so  as  to  produce  approximately  the  same  deflections, 
the  relative  values  of  the  radiations  will  not  be  in  error. 

in.  METHOD  OF  CONSTRUCTION 

The  method  of  construction  of  the  thermoelements  remain 
practically  the  same  as  previously  described. ^^  Silver  wire  is 
used  with  the  bismuth  because  of  its  low  resistance  and  because 
it  is  easily  cleaned  and  annealed  by  heating  it  on  a  thin  metal  plate 
in  a  bunsen  flame.  Its  w^eak  point  (which  seems  to  be  a  common 
property  of  fine  wires,  e.  g.,  Cu,  Cd,  etc.)  is  deterioration  by  the 
action  of  sulphides  in  the  air.  It  is  therefore  given  a  thin  coat  of 
shellac,  after  mounting  the  elements  and  determining  their  resist- 
ance. The  shellac  becomes  thoroughly  baked  upon  the  silver 
wires  during  the  process  of  smoking  the  receivers  over  a  sperm 
candle.  This  shellac  does  not  affect,  by  a  measurable  amount, 
the  sensitivity  or  heat  capacity  (hence  quickness  of  action)  of  the 
thermopile.  This  was  amply  demonstrated  by  testing  the  sensi- 
tivity of  a  thermopile  before  and  after  shellacking  the  wires. 
Several  thermopiles  were  constructed  of  bismuth  and  copper 
wires.  The  main  obstacle  experienced  in  construction  was  the 
difficulty  in  soldering  the  copper  wires  in  case  they  became  tar- 

'"  This  Bulletin,  4,  p.  402;  1907.        "  This  Bulletin,  9,  p.  7,  1912;  J.  Franklin  Inst.,  172.  p.  559,  1911. 
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nished.     The  sensitivity  was  as  high  as  that  of  the  bismuth-silver 
thermopile. 

The  method  of  joining  the  bismuth  and  the  silver  wires  by  means 
of  the  V-shaped,  electrically  heated,  nichrome  wire  is  continued 
as  described  in  the  previous  paper.  No  difficulty  is  experienced 
in  handling  silver  or  copper  after  annealing.  The  best  results  are 
obtained  by  attaching  a  bead  of  tin  about  0.05  mm  diameter  on 
the  end  of  the  silver  (or  copper)  wire.  The  simplest  procedure  is 
to  cut  the  wires  the  proper  length  (Bi,  3.5  mm;  Ag,  10  to  12  mm). 
All  the  subsequent  operations  are  performed  upon  a  pad  of 
clean  white  paper.  A  reading  glass  is  used  to  magnify  the 
objects.  First  the  beads  of  tin  are  attached  to  the  silver  wires 
and  trimmed  to  the  proper  size.  The  silver  wire  is  then  held 
secure  by  covering  nearly  the  whole  length  of  it  with  a  small  metal 
weight  (say,  a  block  of  brass  4  by  5  by  15  mm),  the  bead  of  tin 
protruding.  By  means  of  a  light,  flexible,  fine-pointed  tweezers 
one  end  of  the  short  bismuth  wire  is  held  in  contact  with  the  bead 
of  tin  and  the  two  are  melted  together  by  touching  the  silver  wire, 
close  to  the  bead,  with  the  nichrome  heater.  This  silver  wire, 
with  the  bismuth  wire  attached  thereto,  is  then  seized  with  the 
tweezers  and  the  free  end  of  the  bismuth  wire  is  melted  to  another 
silver  wire.  An  appreciable  tensile  stress  is  then  applied  to  deter- 
mine whether  the  juncture  is  strong.  The  actual  amount  of  ten- 
sion is  learned  by  experience;  usually  the  juncture,  which  is  an 
alloy  of  bismuth  and  tin,  is  stronger  than  the  bismuth  wire. 
These  elements  are  then  held  secure  by  means  of  the  brass  weight 
already  mentioned.  The  rectangular  receiver  is  pushed  under  the 
juncture  and  is  melted  thereto  by  touching  it  lightly  with  the 
nichrome  heater.  These  tin  receivers  are  best  handled  by  means 
of  wooden  toothpicks  which  are  cut  flat  and  pliable  at  one  end, 
and  moistened  to  hold  the  metal  plate  in  transferring  it.  A  speck 
of  rosin  placed  on  the  receiver  causes  the  bismuth  to  fuse  to  the 
tin  over  the  greater  part  of  its  length.  This  warms  the  wire  near 
the  juncture  thus  compensating  somewhat  for  the  heat  lost  by 
cpnduction  along  the  wire,  and  it  seems  to  increase  the  radiation 
sensitivity.  That  the  heat  loss  by  conduction  along  the  wire  is 
appreciable  is  shown  by  exposing  0.5  to  i  mm  length  of  the  bismuth 
wire  which  extends  beyond  the  edge  of  the  receiver.     Using  a 
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black  background  to  prevent  reflection  of  radiation  from  the  rear, 
upon  the  thermopile,  the  sensitivity  is  higher  than  when  only  the 
receiver  is  exposed.  This  demonstrates  also  that  the  bismuth 
wires  are  sufficiently  long  so  that  the  cold  junctions  are  not  appre- 
ciably heated  by  conduction  from  the  exposed  junctions.  When 
the  slit  is  considerably  narrower  than  the  receiver  the  sensitivity 
is  somewhat  reduced,  owing  to  the  fact  that  the  whole  receiver  is 
losing  heat  by  convection  and  by  radiation,  while  only  part  of 
the  receiver  is  receiving  heat.  Hence  it  is  desirable  to  design  the 
width  of  the  receiver  for  the  problem  under  investigation. 

In  the  first  thermopiles  constructed  the  entire  rear  surface  of 
the  receivers  was  given  a  thin  coating  of  shellac.  As  experience 
was  gained  it  was  found  that  putting  shellac  on  the  overlapping 
edge  of  the  receiver  was  sufficient  for  insulation.  After  mounting 
them,  the  central  line  of  receivers  was  caused  to  adhere  by  moisten- 
ing the  shellac  with  alcohol.  The  insulation  tests  were  made  before 
and  after  a  series  of  receivers  were  in  contact.  In  this  form  of 
linear  thermopile,  having  bismuth  wire  o.i  mm  diameter,  silver 
wire  0.036  mm  diameter,  and  receivers  of  tin  0.02  mm  in  thickness 
(this  sheet  tin  is  obtained  from  the  ordinary  "paper"  condensers 
used  in  telephone  service) ,  the  time  required  for  the  galvanometer 
to  register  a  maximum  deflection  was  about  twice  the  time  of 
single  swing  of  the  galvanometer,  i.  e.,  using  a  3-second  single 
swing  on  open  circuit,  the  maximum  galvanometer  deflection  was 
attained  in  5.5  to  6  seconds  after  exposing  the  thermopile  to  radia- 
tion. 

As  shown  in  Figs,  i  and  3  the  ends  of  each  thermoelement  are 
soldered  to  small  (0.5  mm)  copper  binding  posts.  This  enables 
one  to  test  the  resistance  (0.41  to  0.45  ohms  for  bismuth  o.i  mm 
in  diameter)  of  each  thermoelement,  and  renders  it  convenient  to 
replace  defective  or  broken  elements. 

Receivers  with  thermal  elements  in  series-parallel. — As  the  con- 
struction of  thermopiles  progressed  it  was  found  that,  provided 
there  were  sufficient  thermoelements  per  unit  area  of  receiver  so 
that  there  was  no  lag  in  equalizing  the  temperature  over  the  whole 
absorbing  surface,  there  was  no  appreciable  gain  in  sensitivity  by 
increasing  the  number  of  thermoelements  within  a  given  area  of 
receiver.     This  is  owing  to  the  fact  that  there  is  an  optimum  size 
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of  receiver  which  absorbs  at  a  sufficient  rate  to  compensate  for  the 
losses  by  radiation  from  the  surface  and  by  conduction  along  the 
wires.  Using  bismuth  wire  0.06  mm  diameter  there  is  but  little 
gain  in  placing  more  than  2  junctures  per  i  mm  length  of  receiver; 


Fig.  I. — Vario-us  designs  of  thermopiles 

and  there  is  a  decided  loss  in  sensitivity  by  using  only  i  juncture 
per  1.2  mm  length.  On  the  other  hand,  using  bismuth  wire  o.i 
mm  in  diameter  there  was  no  gain  in  placing  more  than  2  jimctures 
per  I  mm  length  of  receiver;  and  there  was  no  appreciable  loss  in 
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sensitivity  by  having  as  few  as  i  juncture  per  1.5  mm  length  of 
receiver.  The  next  step  was  to  further  shorten  the  time  to  attain 
a  maximum  deflection  and  to  reduce  the  internal  resistance.  By 
attaching  two  thermoelements  to  one  receiver  as  shown  in  Fig. 
I  A,  and  in  illustration  No.  i  of  Fig.  3,  the  number  of  overlapping 
receivers  is  reduced  by  one-half.  This  reduces  the  superfluous 
metal  at  the  lap,  and  also  the  amount  of  insulation.  The  time 
required  to  attain  a  maximum  deflection  was  reduced  from  2  to 
1.3  times  that  of  the  single  swing  of  the  galvanometer. 

The  dilute  alcoholic  solution  of  shellac  used  for  insulation  is 
applied  to  the  overlapping  edge  with  a  fine-pointed  toothpick. 
It  is  also  applied  to  the  silver  wire  on  the  receiver,  and  after  mount- 
ing, the  whole  silver  wire  is  covered  with  shellac.  The  front  side 
is  given  a  thin  coat  of  a  mixture  of  lampblack  and  platinum  black 
in  alcohol,  with  sufiicient  turpentine  to  make  it  adhesive.  The 
finest  grained  material  is  applied,  the  coarsest  material  having 
settled  to  the  bottom  of  the  container.  The  thickness  of  the  layer 
is  just  sufiicient  to  cover  the  bright  metal  as  viewed  in  the  sun- 
light. This  blackened  surface  is  then  smoked  over  a  sperm 
candle  as  previously  described.  Usually  the  shellac,  from  the 
insulating  joints,  melts  and  makes  a  smooth  black  surface.  The 
smoking  is  therefore  continued  until  this  is  obliterated.  All  the 
soot  is  then  brushed  off  with  a  fine-haired  brush,  and  a  thin  coat 
of  soot  is  again  applied.  If  this  becomes  dusty,  it  is  brushed  off 
and  the  surface  is  resmoked.  The  paint  below  it,  of  cotirse, 
remains  intact.  In  all  the  thermopiles  discussed  in  this  paper  the 
receiving  surfaces  were  smoked  in  the  manner  just  described,  the 
final  thin  coating  of  soot  being  deposited  from  a  rather  smoky 
flame.  The  fine-grained  "hard"  bluish  smoke  from  the  flame  is 
not  used  because  it  is  grayish  and  has  a  higher  reflecting  power. 
The  radiation  sensitivity  is  surprisingly  constant  on  resmoking. 
The  smoke  is  produced  by  holding  a  sheet-iron  ftmnel  (about  10 
cm  long  and  5  cm  in  diameter  at  the  base  with  a  slit  2  by  10  mm  at 
the  top)  over  a  sperm  candle. 

By  joining  two  elements  in  series-parallel  the  internal  resistance 
is  reduced  to  one-fourth  that  which  would  obtain  in  thermopile 
having  all  the  elements  in  series.  The  emf  is  reduced  by  one-half, 
but,  as  will  be  shown  presently,  the  radiation  sensitivity  is  unaf- 
fected.    In  case  one  uses  a  potentiometer  or  a  moving  coil  gal- 
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vanometer,  it  is  of  course  desirable  to  use  a  great  many  elements 
in  series  in  order  to  attain  a  high  emf . 

In  the  series-parallel  form  of  thermopile  the  radiation  sensi- 
tivity was  increased  10  to  12  per  cent  over  the  average  sensitivity 
of  the  previous  design.  Using  a  galvanometer  single  swing  of  3 
seconds  the  maximtmi  deflection  is  attained  in  3.8  to  4  seconds 
and  92  to  95  per  cent  of  the  maximum  deflection  is  attained  in 
2  seconds.  The  zero  reading  is  very  constant  in  both  forms  of 
thermopiles.  Frequently  the  cause  of  zero  shift  is  to  be  located 
in  the  warming  of  the  jaws  of  the  slit  (or  of  the  w^indow,  if  any 
be  used)  by  the  incident  radiation.  The  jaws  of  the  slit  should 
therefore  be  of  metal  and  they  should  be  sufficiently  massive  to 
prevent  an  appreciable  rise  in  temperatiu-e.  In  some  of  his  most 
sensitive  spectral  thermopiles  the  WTiter  uses  a  double- walled  slit. 
The  outer  one  is  made  of  thin  sheet  copper  which  is  cut  to  fit  the 
ciu^ature  of  the  spectral  lines. 

In  the  series-parallel  arrangement  the  two  elements  are  fused 
to  the  receiver  in  the  same  manner  as  was  described  for  attaching 
the  single  elements.  The  silver  wires  are  attached  to  the  copper 
posts  (previously  covered  with  solder)  by  means  of  Wood's  alloy, 
which  is  used  freely  to  connect  the  four  posts  as  shown  in  Fig. 
I  A.  The  silver  wires  are  sufficiently  long  to  cross  the  four  posts. 
They  must  be  untarnished,  otherwise  the  Wood's  alloy  does  not 
make  good  contact  and  an  extra  resistance,  of  o.i  ohm  or  greater, 
is  introduced. 

With  reference  to  the  reflecting  power  of  the  lampblack  paint 
and  the  superficial  layer  of  soot  it  may  be  added  that  such  a  stu- 
face  is  nonselective  (i.  e.,  it  has  no  narrow  absorption  bands)  and 
practically  uniformly  absorbing  throughout  the  spectrum.^^  In 
the  stirface  thermopiles  previously  described  ^^  no  receivers  were 
attached  to  the  unexposed  junctions,  and  no  provision  was  made 
for  air  circulation  near  them.  In  Fig.  iG  is  shown  a  design  which 
embodies  these  improvements.  It  is  important  to  have  the  ex- 
posed and  the  imexpfii^d  junctions  symmetrical  in  size  and  in 
emissivity  so  that  they  will  come  to  the  temperature  of  the  siu:- 
rounding  air  (which  is  warmed  by  the  incident  radiation)  at  a 
tmiform  rate  and  thus  avoid  drifting  of  the  zero  reading  of  the 
galvanometer. 

12  This  Bulletin,  9,  p.  283;  1913.  ^^  This  Bulletin,  9,  p.  7;  1912. 
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IV.  EXPERIMENTAL  TESTS   OF  RADIATION   SENSITIVITY  OF  THERMO- 
PILES 

Under  this  heading  are  collected  the  most  important  and  the 
most  crucial  experimental  tests  relating  to  the  various  factors 
which  affect  the  sensitivity  of  thermopiles  which  were  fully 
completed,  mounted,  and  ready  for  use.  In  the  preceding  paper  ^* 
some  of  the  tests  were  made  on  single  thermocouples  and  the 
results  attained  were  not  always  consistent  with  those  observed 
on  completed  instruments.  This  was  to  be  expected,  for  in 
assembling  the  single  thermocouples  into  a  complete  instrument, 
the  emissivity  was  changed. 

The  radiation  sensitivity  as  a  function  of  the  area  exposed, — In  the 
single  thermocouples  the  tests  showed  that  the  sensitivity  was  not 
proportional  to  the  square  root  of  the  area  exposed  to  radiation, 
but  that  the  area  had  an  optimum  value  which  gave  a  considerably 
higher  sensitivity  than  required  by  the  square-root  law.  From 
this  it  appears  that  the  highest  sensitivity  is  attained  by  building 
up  a  composite  receiver  of  elements  having  individual  receivers 
of  a  size  giving  the  optimum  sensitivity.  Just  how  much  greater 
this  sensitivity  will  be  than  that  attainable  by  using  a  less  favorable 
size  of  receiver  is  undetermined.  From  the  data  previously  pub- 
lished the  expected  gain  may  amount  to  50  per  cent.  The  esti- 
mates of  increased  sensitivity  given  in  the  preliminary  publica- 
tions ^^  are  evidently  too  high.  It  was  there  stated  that  a  receiver 
4  mm  in  length  built  up  of  4  individual  receivers,  i  by  i  mm  in 
area,  would  be  twice  as  sensitive  as  a  single  receiver  4  by  i  mm  in 
area.  The  sensitivity  of  a  receiver  composed  of  4  parts,  i  by  i  mm 
in  area,  is  not  fotu"  times  that  of  one  of  its  components,  i  by  i  mm 
in  area.  It  is  only  twice  (square  root  of  the  total  area  exposed) 
that  of  the  imit  area,  as  is  well  illustrated  on  a  subsequent  page 
(see  Fig.  6).  In  the  case  of  the  single  receiver  4  mm  in  length, 
as  compared  with  the  composite  receiver  of  4  elements  i  mm 
in  length,  the  gain  in  sensitivity  in  the  latter  is  the  part  con- 
tributed by  the  small  receivers  being  of  a  size  which  gives  an 
optimum  sensitivity  as  compared  with  the  4  mm  length  which 
falls  below  the  square-root  law  in  sensitivity.     This  optimum  size 

"  This  Bulletin,  9,  p.  7.  1912;  Phys.  Zs.  Zeit.,  14,  p.  683,  1913. 

^  J.  Franklin  Inst.,  175,  p.  497,  1913;  Zs.  Instrmnentenkiinde,  34,  p.  14,  1914 
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of  receiver  arises  from  the  fact  that  a  mininium  area  of  receiver  is 
required  which  absorbs  radiant  energy  at  a  sufficiently  rapid 
rate  to  compensate  for  the  loss  of  heat  by  conduction  along  the 
wires.  On  the  other  hand  if  the  receiver  is  large  the  loss  by 
radiation  from  the  receiver  is  more  important  than  that  of  con- 
duction along  the  wire  (and  there  is  also  a  lag  in  attaining  thermal 
equilibrium  in  the  receiver)  owing  to  the  lag  in  heat  conduction 
from  the  remote  edges  which  are  at  the  highest  temperature. 
Using  bismuth  wire  o.  i  mm  in  diameter  the  minimum  area  of  the 
receiver  giving  the  highest  sensitivity  is  of  the  order  of  i  mm^. 

In  the  thermopiles  first  constructed  i  thermoelement  was 
placed  per  i  mm  length  of  the  completed  receiver.  This  number 
was  increased  to  2  elements  (several  thermopiles  ^^  had  22  elements 
in  10  mm  length  of  completed  receiver),  and  while  fortunately 
the  sensitivity  was  not  decreased,  it  was  usually  not  very  markedly 
increased  (owing  to  the  extra  insulation  and  heat  capacity)  as 
compared  with  the  thermopile  having  a  smaller  number  of  ele- 
ments. On  the  other  hand  it  was  fotmd  that  when  there  v/as  but 
one  element  per  1.5  mm  length  of  the  finished  receiver,  the  time 
for  attaining  a  maximum  deflection  was  increased  owing  to  the 
sloT^mess  of  heat  conduction  from  the  extreme  edge  and  the  con- 
sequent delay  in  attaining  temperature  equilibrium  in  the  receiver. 
In  the  thermopiles  constructed  of  bismuth  wire  o.  i  mm  in  diameter 
and  silver  wire  0.036  mm  in  diameter  it  was  found  that  the 
the  radiation  sensitivity  was  practically  the  same  for  one  ther- 
moelement per  0.8  to  1.2  mm  length  of  the  completed  receiver. 
The  usual  width  of  the  individual  receivers  was  1.5  to  1.8  mm 
and  the  length  was  i.o  to  i.i  mm.  In  thermopiles  constructed 
of  bismuth  wire  0.06  mm  and  silver  wire  0.03  mm  in  diameter, 
this  tolerance  was  not  so  large,  the  best  length  of  the  individual 
receiver  being  of  the  order  of  0.5  mm  to  0.8  mm.  In  the  thermo- 
piles having  all  the  elements  in  series  the  time  required  for  attain- 
ing a  maximmn  deflection  was  about  twice  the  time  of  single  swing 
of  the  galvanometer.  This  was  foimd  true  for  a  galvanometer 
swing  of  2.5  to  5  seconds.  In  the  new  design  Fig.  lA,  in  which 
two  elements  are  joined  in  series-parallel,  less  sheUac  is  required 

^^  This  Bulletin,  9,  p.  283,  1913.    This  thermopile  No.  6,  having  a  resistance  of  10. S  ohms,  had  a  receiving 
surface  s  mm  wide,  no  receivers  were  used  on  the  unexposed  junctions. 
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for  insulation,  there  is  less  inactive  metal  in  the  lapping  of  the 
adjacent  receivers,  and  the  time  required  to  attain  a  maximum 
deflection  is  reduced  to  less  than  four-thirds  the  time  of  single 
swing  of  the  galvanometer.  The  receivers  are  1.5  to  1.8  mm 
wide  and  2.2  mm  long;  and  the  radiation  sensitivity  is  the  highest 
yet  attained. 

The  radiation  sensitivity  as  a  function  of  thermal  conductivity 
and  of  emissivity. — It  is  of  interest  to  cite  the  behavior  of  several 
thermopiles  to  illustrate  the  marked  effect  in  sensitivity  that  may 
be  experienced  by  deviating  from  the  general  method  of  con- 
struction. For  example,  the  central  line  of  receivers  of  one 
thermopile  (No.  10;  22  junctions  of  bismuth  wire  0.06  mm  and 
silver  wire  0.03  mm;  resistance  22  ohms;  receivers  0.9  by  1.5; 
area  exposed  1.5  by  10  mm)  was  given  an  additional  coating  of 
shellac  to  cause  the  individual  receivers  to  adhere,  instead  of 
resorting  to  the  usual  method  of  moistening  the  insulating  layer 
of  shellac  with  alcohol.  The  instrument  was  slow  in  response 
to  a  radiation  stimulus,  and  it  was  insensitive.  This  extra  shellac 
was  then  removed  (by  means  of  blotting  paper  wet  with  alcohol) 
and  on  resmoking  it  the  radiation  sensitivity  was  increased  by 
48  to  50  per  cent.  It  was  then  as  quick  acting  as  the  best  series- 
parallel  thermopiles  of  later  construction,  and  it  is  the  most 
sensitive  of  all  the  thermopiles  constructed  of  bismuth  and  silver. 
•  Another  example,  which  best  illustrates  the  effect  of  emissivity 
upon  sensitivity,  is  a  thermopile  (No.  21),  constructed  of  o.i  mm 
wire  pressed  flat  to  reduce  thermal  conductivity  to  the  cold  junc- 
tion. It  consisted  of  28  junctions  in  a  receiver  having  a  length 
of  14.5  mm  (width  or  receiver  2  mm;  resistance  13.5  ohms).  A 
test  on  a  single  junction  of  flat  bismuth  wire  against  a  junction 
of  the  round  wire  (to  which  was  attached  a  tin  receiver)  indicated 
a  higher  sensitivity  for  the  flat  wire.  In  the  completed  thermopile, 
however,  the  radiation  sensitivity  was  25  to  30  per  cent  less  than 
the  average  sensitivity  of  a  number  of  thermopiles  constructed 
of  the  round  wire,  all  of  which  thermopiles  had  closely  (2  to  3 
per  cent)  the  same  sensitivity.  A  test  of  the  insulation  showed 
that  the  individual  receivers  were  in  normal  condition.  Resmok- 
ing the  surface  did  not  change  the  sensitivity  in  a  marked  degree, 
and  it  was  concluded  that  this  lowering  of  the  sensitivity  was 
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owing  to  the  increased  emissivity  of  the  flat  wires  which  presented 
an  additional  surface  for  radiation.  This  could  be  avoided  to 
some  extent  by  using  fewer  elements.  This  thermopile  was 
imusually  quick  in  its  action,  owing  no  doubt  to  reduction  of 
thermal  conduction  along  the  wires.  Thermopiles  constructed  of 
bismuth  wires  0.15  mm  in  diameter,  which  were  pressed  flat, 
were  foimd  to  be  very  fragile,  and  hence  this  mode  of  construc- 
tion is  not  to  be  recommended. 

A  test  was  made  of  the  radiation  sensitivity  of  an  element  in 
which  the  receiver  was  a  flat  piece  of  bismuth.  For  this  piupose 
one  end  of  a  bismuth  wire  0.15  mm  in  diameter  was  pressed  flat, 
as  shown  in  Fig.  iH,  and  the  silver  wire  was  attached  to  it  with 
Wood's  alloy.  To  the  other  end  of  the  wire  (which  was  round) 
the  silver  wire  and  the  tin  receiver  were  attached  in  the  usual 
manner.  An  area  of  the  flattened  bismuth,  the  size  of  the  tin 
receiver  was  painted  black.  Assuming  equality  of  the  exposed 
areas,  the  receiver  of  flattened  bismuth  wire  was  1 5  per  cent  more 
sensitive  than  the  junction  of  roimd  wire  having  the  tin  receiver; 
but  it  was  defective  in  that  it  lagged  in  attaining  temperature 
equilibrium  when  exposed  to  radiation. 

Relation  between  external  and  internal  resistance  of  a  thermopile. — 
In  a  previous  paper  ^^  it  was  found  when  the  three  units  of  a  large 
surface  thermopile  were  connected  in  series,  thus  producing  an 
internal  resistance  which  was  about  6.4  times  the  external  (gal- 
vanometer) resistance,  that  the  radiation  sensitivity  was  only 
about  two-thirds  (value  plotted  as  a  triangle.  A,  m  Fig.  2)  that 
of  the  thermopile  having  the  tmits  joined  in  parallel,  when  the 
resistance  was  practically  the  same  as  that  of  the  galvanometer. 

In  the  recent  experiments  the  external  resistance  was  greater 
than  the  internal  (thermopile)  resistance.  The  data  obtained  in 
these  experiments  relate  to  3  thermopiles  and  2  galvanometers. 
Their  importance  will  be  evident  from  the  fact  that  one  of  the  first 
specifications  of  intending  piu-chasers  is  that  the  resistances  of  the 
thermopile  and  the  galvanometer  must  be  equal.  The  most 
important  tests  of  the  sensitivity  of  a  thermopile  as  a  function  of 
the  external  (galvanometer)  resistance  was  made  on  the  large 
thermopile  shown  in  illustration  No.  2  of  Fig.  3.     Its  battered 

^'  This  Bulletin,  9,  p.  7;  1912. 
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condition  is  ovfing  to  the  hard  usage  given  it  as  described  below. 
This  thermopile,  No.  26,  was  constructed  of  bismuth  wire  o.i  mm 
in  diameter  (length  5  mm)  and  silver  wire  0.038  mm  in  diameter. 
The  individual  receivers  of  pure  tin  were  3  by  1.5  by  0.02  mm,  the 
central  receiver  being  3  by  23.6  mm.  There  were  18  jiuictions, 
the  total  resistance  being  13.95  ohms.  Two  additional  lead- 
wires  were  soldered  to  the  thermopile;  at  the  fourth  and  tenth 
junction.  In  this  manner  it  was  possible  to  study  the  behavior  of 
4,  6,  8,  10,  or  18  elements;  having  resistances  (approximate)  of 
3.1,  4.85,  6.15,  7.85,  and  13.95  ohms  respectively.  This  thermo- 
pile was  constructed  for  the  "absolute  radiometer"  (see  VIII) 
described  on  a  subsequent  page.  It  was  discarded  for  that  par- 
ticular work  because  it  had  a  slight  shift  of  the  zero  reading 
("creeping")  after  exposing  it  to  radiation  and  because  it  was 
not  as  quick  acting  as  was  desired  for  absolute  measurements. 
The  slowness  of  response  seemed  to  be  due  to  the  large  receivers 
which,  owing  to  the  slowness  of  heat  conduction  from  their  ex- 
treme edges,  lagged  in  attaining  thermal  equilibrium.  This,  how- 
ever, did  not  interfere  in  making  the  following  tests. 

The  galvanometer  which  was  used  in  these  tests  consisted  of 
fom*  26-ohm  coils  mounted  in  Swedish  iron  shields^^  as  described 
in  Note  II.  When  the  four  coils  were  joined  in  series-parallel 
(26  ohms)  the  cturent  sensitivity  was  twice  that  of  the  four  coils  in 
parallel  (6.5  ohms).  When  all  four  coils  were  joined  in  series 
(104  ohms)  the  current  sensitivity  was  not  quite  (about  i  per 
cent  less  than)  four  times  that  of  the  four  coils  in  parallel  (6.5 
ohms) ;  the  complete  period  in  all  cases  being  the  same,  viz,  four 
seconds. 

Since  the  efficiency  of  the  galvanometer  is  not  under  considera- 
tion we  need  not  give  it  further  discussion.  The  test  is  for  condi- 
tions such  as  would  be  experienced  in  the  average  laboratory.  It 
is  assumed  tentatively  that  the  best  conditions  obtain  when  the 
external  and  the  internal  (thermopile)  resistances  are  equal. 
The  galvanometer  period  was  kept  constant,  and  the  thermopile 
was  exposed  to  a  standard  of  radiation,^^  consisting  of  a  seasoned 
incandescent  lamp  operated  at  a  constant  temperature.  In  estab- 
lishing this  radiation  standard  it  was  found  that  the  sensitivity  of 

IS  This  Bulletin,  9,  p.  7;  1912.  ^9  This  Bulletin,  11,  1914;  J-  Franklin  Inst.,  176,  p.  219,  1913- 
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the  thermopile  was  independent  of  the  energy  absorbed  by  the 
receiver.  This  test  was  appHed  by  exposing  the  thermopile  to  a 
black  body  heated  from  600  to  1100°  C,  and  the  galvanometer 
deflections  were  fomid  to  be  proportional  to  the  energy  falling 
upon  the  receiver. 

Using  a  thermopile  (No.  25)  having  a  resistance  of  11.3  ohms, 
the  same  galvanometer  deflection  was  observed  when  the  galvanom- 
eter resistance  was  26  ohms  as  when  it  was  6.5  ohms.  In  other 
words,  the  radiation  sensitivity  was  the  same  when  the  external 
resistance  was  one-half  and  when  it  w^as  twice  the  resistance  of  the 
thermopile.  Exactly  similar  results  were  obtained  with  a  thermo- 
pile (No.  23)  having  a  resistance  of  9.4  ohms  when  used  with  a 
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four-coil  galvanometer  having  a  resistance  of  5.3  ohms  (coils  all  in 
parallel)  and  21  ohms  (coils  in  series-parallel). 

Using  9  junctions  of  the  thermopile  (No.  26)  just  described 
having  6.9  ohms  (and  a  galvanometer  resistance  of  26  ohms),  the 
radiation  sensitivity  (galvanometer  deflection)  was  about  17  per 
cent  less  than  that  observed  with  a  galvanometer  resistance  of 
6.5  ohms.  This  test  was  repeated  using  8  junctions  of  this  thermo- 
pile giving  a  resistance  of  6.2  ohnis.  The  results  are  given  in 
Fig.  2.  Curve  B  gives  the  galvanometer  deflections  (ordinates) 
and  the  external  resistance.  Curve  A  gives  the  loss  in  sensitivity 
("the  efficiency")  in  per  cent  when  the  external  resistance  (the 
abscissae)  is  x-times  the  internal  resistance,  the  efficiency  being 
taken  a  maximum  (100  per  cent)  when  x  =  i .     The  crosses  (x.  x)  are 
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for  the  subsidiary  tests  mentioned  in  the  text.  The  results  show 
that  the  galvanometer  resistance  may  be  twice  the  resistance  of 
the  thermopile  (a  condition  one  would  not  meet  frequently  in 
practice)  without  seriously  affecting  (decreasing  by  5  per  cent)  the 
efficiency  of  the  instrument.  These  results  are  in  fair  agreement 
with  the  theoretical  deductions  of  Altenkirch,^^  summarized  on  a 
preceding  page. 

During  the  past  few  years  more  than  two  score  thermopiles  and 
half  a  score  of  galvanometers  have  been  constructed.  The  ex- 
perience gained  shows  that  the  radiation  sensitivity  of  the  ther- 
mopile is  dependent  primarily  upon  the  nicety  of  construction 
of  the  receivers  and  of  the  thermo junctions;  and  the  galvano- 
meter sensitivity  is  mainly  a  question  of  nicety  of  construc- 
tion of  the  suspended  system.  If  the  voltage  is  to  be  measured 
with  a  potentiometer,  then  it  is,  of  course,  desirable  to  have  a 
large  number  of  elements  joined  in  series.  If  the  thermopile  is  to 
be  used  with  a  d'Arsonval  galvanometer,  it  will  be  advantageous 
to  have  all  the  elements  in  series.  In  this  manner  there  will  be  a 
gain  in  voltage  and  the  increase  in  resistance  of  the  thermopile 
may  be  utilized  as  part  of  the  external,  critical  damping-resistance 
of  the  galvanometer.  If  the  galvanometer  is  used  as  an  ammeter, 
as  is  the  usual  custom,  then  the  thermoelements  are  to  be  joined  in 
series-parallel  to  produce  a  resistance  of  the  same  magnitude  as 
that  of  the  galvanometer.  In  this  connection  a  single  receiver, 
with  several  junctions  of  bismuth  attached  to  it  (to  eliminate  the 
lag  of  thermal  conduction  along  the  receiver) ,  would  no  doubt  be 
just  as  efficient  when  connected  with  a  galvanometer  of  very  low 
resistance. 

Thermoelectric  power  of  bismuth-silver. — The  thermoelectric 
power  of  silver  is  low,  and  different  samples  were  found  to  have 
the  same  value. 

The  thermoelectric  power  of  various  samples  of  bismuth  wire 
was  found  to  differ  considerably.  Of  the  eight  samples  tested 
(having  diameters  0.06,  0.08,  o.i,  and  0.15  mm)  the  thermoelectric 
power,  against  silver,  varied  from  75  to  82  microvolts.  This 
seemed  to  depend  upon  the  purity  of  the  material,  as  indicated  by 
the  piurchases  at  different  times.     The  bismuth  wire  received  in 

2"  Altenkirch:    Phys.  Zs.,  10,  p.  560;  1909. 
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one  order  of  0.08  and  o.i  mm  had  a  thermoelectric  power  of  76 
microvolts,  while  another  order  consisted  of  material  giving, 
respectively,  75  and  82  microvolts.  The  resistance  of  the  different 
samples  of  material  was  foimd  quite  constant,  being  of  the  order 
of  0.1 1  ohms  per  millimeter  length  of  wire  o.i  mm  diameter. 

V.  A  THERMOPILE  OF  BISMUTH  ALLOY 

The  most  recent  investigations  of  Haken,^^  and  of  Gelhoff  and 
Neumeier,^^  show  that  an  alloy  of  Bi  +  9  to  10  per  cent  antimony 
has  a  thermoelectric  power  which  varied  from  77  to  87  microvolts. 
The  writer  has  found,  however,  that  alloys  containing  more  than 
5  per  cent  of  antimony  are  too  brittle  for  thermopiles.  Moreover, 
different  samples  and  different  melts  of  the  same  sample  of  this 
alloy  (supposed  to  contain  the  same  amoimt  of  antimony)  did  not 
give  the  same  thermoelectric  power  which  varied  from  61  to  85 
microvolts.  Apparently  the  physical  structure  has  an  influence 
upon  the  thermal  emf .  In  cooling  after  casting  the  molten  mate- 
rial upon  a  glass  plate  (as  will  be  described  presently)  the  anti- 
mony separates  very  easily  from  the  bismuth  and  the  alloy  must 
be  heated  considerably  above  its  melting  point  in  order  to  form 
an  intimate  mixture,  which  is  shown  by  the  production  of  a 
smooth  bright  stirface  on  the  molten  material.  There  is  no  special 
reason  for  using  an  alloy  of  bismuth  instead  of  the  pure  bismuth, 
other  than  that  it  can  be  more  easily  soldered  with  Wood's  alloy, 
which  if  too  warm  alloys  with  and  renders  piure  bismuth  too 
brittle  for  thermopiles.  This  alloy  was  therefore  discarded  and 
pure  bismuth  wire  was  employed  as  in  previous  thermopiles, 
because  the  best  bismuth  wire  against  silver  has  a  thermal  emf 
of  +81  microvolts  per  degree. 

Tests  showed  that  an  alloy  of  bismuth  containing  5  to  6  per 
cent  of  tin  had  a  uniform  (for  different  melts)  thermal  emf  of 
—  44  to  —  45  microvolts  per  degree.  A  thermoelement  consisting 
of  the  best  bismuth,  and  an  alloy  of  Bi  +  5  to  6  per  cent  tin  gives 
a  thermal  emf  of  125  to  127  microvolts  per  degree. 

The  bismuth  and  bismuth-tin  alloy  may  be  obtained  from  Hart- 
mann  and  Braun  in  fine  pliable  wire  from  0.06  to  0.15  mm  diame- 

21  Haken,  Verh.  Phys.  Gesell.,  12,  p.  229;  1910. 

"  Gelhofif  and  Netimeier,  Phys.  Gesell.,  lo,  p.  876;  1913. 
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ter.  This  may  be  further  reduced  in  size  by  cutting  the  wire  in 
short  lengths  and  pressing  it  flat  between  plates  of  glass.  These 
flat  pieces  are  then  cut  into  narrow  strips  of  the  desired  width. 

The  wire  of  bismuth-tin  alloy  may  be  made  by  allowing  the 
molten  metal  to  drop  from  a  height  upon  a  smooth  perfectly  clean 
glass  plate  ^^  which  causes  it  to  spatter  into  thin  flat  threads. 

Pfund  2*  goes  a  step  further,  producing  much  longer  filaments 
by  hurling  the  molten  metal  over  a  glass  plate.  The  spattering 
material  is  quite  pliable.  The  wide  strips  increase  the  emissivity, 
so  that  for  the  same  resistance  of  the  round  as  compared  with  the 
flat  material,  the  best  width  to  balance  emissivity  and  conduc- 
tivity must  be  found  by  experiment. 

A  thermopile  was  constructed  as  shown  in  Fig.  lA.  The  receiv- 
ers were  of  platinum  0.005  ^^  '^^  thickness  and  1.8  by  2.5  mm  in 
area.  The  heat  capacity  of  this  receiver,  exclusive  of  the  alloy 
wires,  was  a  trifle  less  than  that  of  the  tin  receivers.  Hence  its 
slow  action  to  be  mentioned  presently  must  be  attributed  to  the 
great  heat  capacity  of  the  alloy  wires.  The  bismuth  wire  was 
o. I  mm  diameter;  the  alloy  was  selected  and  estimated  of  a  slightly 
greater  area  of  cross  section.  The  thermopile  was  constructed  by 
melting  a  globule  of  pure  tin  (0.05  mm  in  diameter)  to  the  receiver, 
using  soldering  solution  to  cause  the  tin  to  adhere  to  the  platinum. 
The  free  end  of  the  bismuth  v/ire  (joined  to  the  silver  wire  by  means 
of  a  tin  bead  as  described  in  previous  publications)  was  joined  to 
the  tin  on  the  receivers.  The  wires  of  bismuth- tin  alloy  were  then 
placed  on  the  receivers  (see  Fig.  lA)  and  sectired  with  Wood's 
alloy,  care  being  taken  that  the  fusible  alloy  did  not  affect  the 
bismuth  wire,  thus  producing  a  brittle  junctiu-e.  The  end  wires 
were  attached  to  the  binding  posts  by  means  of  Wood's  alloy. 
The  front  side  of  the  receivers  was  painted  with  a  mixture  of  lamp 
black  and  chemically  precipitated  platinum  black,  as  previously 
described, 2^  and  smoked  with  soot  from  a  sperm  candle. 

Two  elements  were  joined  in  series-parallel,  thus  reducing  the 
resistance  by  one-fomrth  from  what  would  be  obtained  by  joining 
all  the  elements  in  series.  The  silver  or  copper  end  wire  is  used 
for  three  piurposes:  (i)  to  maintain  a  low  resistance,  (2)  to  main- 
tain symmetry  by  having  all  the  high  emf  jimctions  close  together, 

23  This  Bulletin,  7,  p.  248;  1910.        2*  Pfund:  Phys.  Rev.,  34,  p.  228;  1912.       2'  This  Bulletin,  9,  p.  7;  1912. 
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freely  in  contact  with  the  air,  (3)  to  secure  greater  strength.  The 
bismuth  wire  can  not  be  easily  attached  to  binding  posts,  and 
although  pliable  it  is  not  advisable  to  subject  it  to  torsional 
strains.  The  additional  length  of  wire  (of  negligible  resistance)  at 
the  ends  of  the  bismuth  adds  pliability,  which  is  needed  in  a  com- 
mercial instrument  subjected  to  rough  usage.  No  shellac  was 
used  except  for  covering  the  silver  wire  and  for  insulation  at  the 
overlapping  edges  of  the  central  line  of  receivers. 

The  radiation  sensitivity  of  this  thermopile  was  not  quite  as 
high  as  it  was  hoped  to  attain;  neither  was  it  as  quick  acting  as 
the  thermopiles  of  pure  bismuth  containing  less  metal  in  the  re- 
ceiver. However,  as  a  first  attempt  at  this  design,  the  knowledge 
gained  indicates  where  improvements  may  be  made  by  using  finer 
wires  of  the  alloy.  The  resistance  of  this  thermopile  was  3.8 
ohms.  The  thermal  sensitivity  (thermoelectric  power)  was  about 
55  per  cent  greater  than  the  bismuth  silver  thermopile.  The  radi- 
ation sensitivity  was  20  to  2 1  per  cent  ^®  greater  than  the  average 
sensitivity  of  a  number  of  bismuth-silver  thermopiles  of  the  type 
having  all  the  elements  in  series,  and  only  4  to  5  per  cent  more 
sensitive  than  the  best  thermopiles  of  bismuth  silver  having 
two  elements  joined  in  series-parallel.  For  some  researches  it  will 
be  of  advantage  to  construct  a  thermopile  of  bismuth- tin  alloy. 
However,  from  the  results  obtained  with  this  thermopile  it  is  evi- 
dent that  the  radiation  sensitivity  is  more  dependent  upon  fineness 
of  material,  smallness  of  heat  capacity,  and  neatness  of  construc- 
tion than  upon  the  thermoelectric  power  of  the  material  used. 

VI.  A  THERMOPILE  OF  BISMUTH  IRON 

The  first  metal  tried  with  bismuth  was  iron,  but  it  proved  a 
failure  ^^  owing  to  the  use  of  Wood's  alloy,  which  produced  a  brittle 
juncture  with  the  bismuth.  After  gaining  the  experience  in  con- 
structing more  than  two  score  linear  thermopiles,  including  every 
design  mentioned  in  this  paper,  it  seemed  but  fair  to  make  another 
test  of  the  combination  of  bismuth  and  iron.  The  iron  used  had 
a  thermoelectric  power  of  +13.5  microvolts  against  silver  as  com- 

2G  In  the  preliminary  note  (Amer.  Phys.  Soc.,  No.  28,  1913)  the  value  of  30  to  31  per  cent  is  given.  This 
higher  value  is  owing  to  the  fact  that  no  corrections  were  made  for  difierences  in  external  and  internal 
resistance. 

2'  This  Bulletin,  9,  p.  7;  1912. 
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pared  with  —  80  microvolts  for  bismuth  silver.  The  diameter  of 
the  bismuth  wire  was  o.i  mm,  and  that  of  the  iron  wire  was  0.036 
mm.  The  lengths  of  the  wires  were  3.5  mm  for  the  iron  and  3  mm 
for  the  bismuth.  The  latter  wire  was  made  somewhat  shorter 
than  usual,  owing  to  the  manner  of  construction,  as  shown  in  Fig. 
iD'.  For  convenience  in  construction  the  two  bismuth  wires  were 
joined  in  the  form  of  a  "  Y  "  to  a  copper  wire  0.08  mm  in  diameter. 
By  introducing  the  copper  wire  all  the  high  thermal  emf  junctures 
(bismuth  iron  and  bismuth  copper)  are  free  in  air  and  the  resist- 
ance is  kept  low,  as  explained  in  Part  V  of  this  paper.  The  ratio 
of  diameters  of  the  wires  is  closely  that  required  by  theory.  The 
receivers  were  of  tin  2.0  by  i  .8  by  0.02  mm  as  used  in  the  bismuth- 
silver  thermopiles.  In  fact  everything  was  kept  the  same  except 
the  substitution  of  iron  for  silver,  to  determine  the  effect  of  the  iron 
wire  upon  the  sensitivity. 

The  thermopile  was  constructed  in  the  same  manner  as  described 
for  the  other  thermopiles.  The  iron  wires  were  cut  to  the  proper 
lengths  and  pressed  straight,  but  not  annealed.  A  small  globule 
of  tin  was  then  attached  to  the  iron  wire  (as  was  done  with  the 
silver  wire),  the  ends  of  the  wire  being  first  dipped  in  the  zinc 
chloride  solution.  No  difficulty  was  experienced  in  causing  the 
tin  globule  to  surround  and  adhere  to  the  iron,  as  was  experienced 
in  the  first  work.  This  was  owing  to  the  fact  that  the  wire  was 
quite  new  and  free  from  oxidation  and  tarnish.  The  bismuth 
wire  was  fused  to  the  iron  wire  in  the  same  manner  as  it  was 
attached  to  the  silver  wire.  In  the  completed  instrument  the 
iron  wires  were  covered  with  shellac  to  prevent  rusting.  The 
completed  thermopile  consisted  of  16  elements  joined  two  in 
series  parallel,  forming  a  receiving  surface  1.8  by  16.5  mm  and 
having  a  resistance  of  3.23  ohms.  The  resistance  is  therefore 
about  90  per  cent  higher  than  that  of  the  bismuth-silver  thermo- 
pile, constructed  alongside  with  the  one  of  bismuth-iron  (bismuth 
wire  0.1  mm;  silver  wire  0.036;  resistance  of  the  8  double  junctions 
1.84  ohms;  area  1.8  by  16.7  mm). 

The  results  of  the  sensitivity  tests  were  rather  disappointing, 
but  they  were  not  unexpected  in  view  of  the  fact  that  the  internal 
resistance  was  practically  doubled  while  the  thermal  emf  was 
increased  only  about  18  per  cent.     The  sensitivity  of  the  bismuth- 
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iron  thermopile  was  27  to  28  (arbitrary  scale),  which  is  5  to  6 
per  cent  below  the  average  sensitivity  of  the  bismuth-silver  ther- 
mopile. The  sensitivity  of  the  bismuth-silver  thermopile  was 
30  to  3 1 ,  which  was  somewhat  higher  than  the  average  sensitivity 
of  the  series-parallel  design  of  bismuth-silver  thermopiles. 

The  bismuth-iron  thermopile  was  free  from  drift  and  appeared 
to  have  all  the  requirements  of  a  good  radiometer.  From  this 
it  appears  that  but  little  gain  was  to  be  expected  by  bettering 
the  workmanship,  by  constructing  additional  thermopiles  of 
bismuth  iron.  The  failiu^e  of  the  bismuth-iron  thermopiles  to 
show  a  higher  sensitivity  than  the  thermopile  of  bismuth  silver 
appears  to  be  due  to  the  increased  internal  resistance  of  the  former, 
which  counteracts  the  sensitivity  which  is  gained  by  increasing 
the  thermoelectric  power.  From  the  experience  gained  with  the 
thermopile  of  bismuth  alloys  no  great  gain  in  sensitivity  was 
expected,  but  it  seemed  desirable  to  give  the  matter  a  fair  trial. 
The  only  way  to  do  so  seemed  to  be  to  construct  the  complete 
instrument  as  used  in  practical  work.  In  a  preliminary  test 
(using  a  juncture  of  iron  and  one  of  silver,  with  the  bismuth  wire 
between  them;  receivers  of  tin,  i  by  3  mm)  the  iron-bismuth  junc- 
tion was  28  per  cent  more  sensitive  than  the  one  of  silver  bismuth. 
Here,  of  course,  the  internal  resistance  was  the  same  for  both 
junctions,  and  the  sensitivity  test  applied  to  conditions  which 
were  different  from  those  found  in  practice.  In  view  of  the  general 
notion  that  a  high  thermoelectric  power  (without  considering  the 
specific  resistance  of  the  material)  w^ill  produce  a  thermopile  having 
a  high  radiation  sensitivity,  it  is  important  to  notice  that  this 
experiment  is  convincing  proof  to  the  contrar\^  As  indicated  by 
Haken  ^^  the  pm-e  metals,  not  alloys,  should  be  used;  and  from  the 
herein-described  experiments,  bismuth  (with  its  unusually  high' 
thermoelectric  power  as  compared  with  its  resistance)  seems  the 
most  satisfactory  of  all. 

Fine  wires  of  copper,  silver,  iron,  etc.,  seem  unusually  susceptible 
to  corrosion,  and  the  next  step  is  to  find  a  wire  which  is  as  easily 
handled  as  is  silver,  but  which  is  free  from  corrosion.  Gold  and 
platinum  are  promising,  but  the  latter  has  a  high  resistance  and  the 

**  Haken:  Verh.  Phys.  Gesell.,  12,  p.  229;  1910. 
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former  becomes  brittle  when  soldered  with  materials  containing 
lead. 

Probably  the  best  combination  producing  a  long-lived  instru- 
ment is  bismuth  wire  joined  to  the  receivers  as  shown  in  Fig.  iD, 
with  short  wires  of  pure  platinum  (substituted  for  the  bismuth  in 
Fig.  iD')  joined  to  a  heavy  (o.i  mm  diameter)  copper  wire,  as 
shown  in  the  Y-form  of  Fig.  iD^  In  this  manner  of  construction 
it  would  be  unnecessary  to  cover  the  wires  with  shellac  to  prevent 
corrosion.  The  coating  of  shellac,  however,  does  not  appreciably 
increase  the  heat  capacity  or  emissivity  of  the  wires.  In  fact,  it 
seems  to  reduce  somewhat  the  effect  of  convection  currents,  which, 
as  is  well  known,  are  most  effective  upon  very  fine  wires.  Accord- 
ing to  the  writer's  experience,  lacquers  containing  amyl  acetate 
should  not  be  applied  to  the  bismuth  juncture.  The  solvent  of 
the  lacquer  seemed  to  attack  the  juncture,  producing  a  high 
resistance. 

Vn.  A    RADIOMETER    ATTACHMENT    FOR    MONOCHROMATIC    ILLUMI- 
NATORS 

At  the  present  day  visible  and  ultraviolent  radiations  are  being 
extensively  used  as  stimuli  in  biological,  chemical,  physical,  and 
physiological  investigations.  As  already  stated,  it  is  desirable 
in  all  cases  to  know  the  energy  value  (mechanical  equivalent) 
comprised  in  the  different  wave  lengths  used  as  stimuli.  For  this 
purpose  it  is  necessary  to  use  a  radiometer  which  functions  inde- 
pendently of  the  frequency  (wave  length)  of  the  stimulus.  The 
most  useful  radiometer,  which  requires  but  little  care,  and  which 
can  be  operated  by  experimenters  having  had  but  little  experience 
in  physical  manipulations,  is  a  thermopile.  The  bismuth-silver 
thermopile  with  its  completely  opaque  (i.  e.,  no  openings  in  it) 
receiver  is  especially  appHcable  to  such  radiometric  measurements 
because  of  its  high  sensitivity  and  because  it  intercepts  all  the 
radiations  falling  within  a  given  area.  The  latter  is  an  important 
requirement  ^^  in  radiometric  measurements  involving  the  relative 
amounts  of  energy  in  different  parts  of  the  spectrum,  which  energy 
distribution  is  affected  by  the  change  in  focal  length  of  the  spec- 
ks See  further  J.  Franklin  Inst.,  175,  p.  497;  1Q13. 
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trometer  lenses.  However,  a  knowledge  of  the  distribution  of 
energy  in  the  spectrum  of  the  soiu-ce  of  radiation  is  generally  not 
required  in  the  measurement  of  light  stimuli. 

As  an  attachment  to  a  monochromatic  illuminator,  the  thermo- 
pile, Fig.  I A  is  mounted  in  a  metal  box  B  of  Fig.  4  which  can  be 
closed  air-tight  by  means  of  a  cap,  C,  and  evacuated  through  the 
outlet,  D.  A  window,  W,  of  quartz  is  placed  over  the  silt.  The 
metal  box,  containing  the  thermopile,  moves  in  vertical  ways,  A, 
Fig.  4,  which  are  attached  to  the  adapter,  E,  thus  displacing  the 
eyepiece  of  the  spectrometer.  The  slit,  S,  as  constructed,  is 
sectuely  fastened  to  the  telescope  tube,  thus  preventing  any 
accidental  displacement  of  the  thermopile  in  the  spectrum.  It 
was  with  the  forethought  of  such  a  possible  displacement,  when 
the  box  is  raised  and  lowered,  that  the  slit  was  thus  seciu-ed 
instead  of  attaching  it  to  the  box  containing  the  thermopile.  The 
jaws  of  the  slit  have  their  knife  edges  facing  the  incident  radia- 
tions thus  providing  a  sharp  separation  of  the  rays  and  thus  elimi- 
nating a  possible  reflection  of  radiations  from  the  slanting  sides 
into  the  thermopile  case.  A  somewhat  better  \aew  of  some  parts 
of  this  attachment  is  sho^vn  in  the  photographic  reproduction. 
No.  6,  of  Fig.  3,  where  the  thermopile  box  is  in  the  raised  position, 
thus  permitting  the  radiations  coming  through  the  exit  slit,  S, 
to  pass  out  into  space.  In  Fig.  3  the  lettering  corresponds  with 
the  lettering  of  similar  parts  in  Fig.  4. 

When  it  is  desired  to  measure  the  intensity  of  the  emergent 
radiations,  the  thermopile  is  lowered  in  front  of  the  slit  S,  Fig.  3. 
"WHien  it  is  desired  to  have  the  light  pass  out  into  space,  or  when  it 
is  desired  to  make  any  adjustments  or  to  test  the  calibration,  the 
thermopile  is  raised  above  the  slit  as  sho^vn  in  Figs.  3  and  4.  The 
"zero  setting,"  say,  upon  the  yellow  helium  line  may  be  made  as 
accurately  within  the  slit,  as  it  can  be  made  upon  a  bolometer 
strip.  For  this  purpose  the  small  telescope  or  microscope  used 
with  the  spectrobolometer,  as  previously  described,  is  focused 
upon  the  slit  (through  S  of  Fig.  4).  The  slit  jaws  have,  of  cotuse, 
been  given  the  cur^'ature  of  the  spectral  lines.  The  spectrometer 
circle  is  read,  say,  when  the  spectral  line  passes  out  of  sight  back 
of  the  right-hand  jaw  of  the  slit.  The  spectrometer  circle  is  then 
read  when  the  spectral  line  passes  back  of  the  left-hand  jaw  of  the 
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Fig.  4. — Radiometer  attachment  for  monochromatic  illuminators 
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slit.  The  spectrometer  reading  half  way  between  these  two  points 
is  the  true  setting  to  cause  the  spectral  line  to  fall  within  the  exit 
slit  which  is  usually  made  the  same  opening  as  the  collimator  slit. 

Vm.  A  THERMOPILE  FOR  ABSOLUTE  MEASUREMENTS  OF  RADIATION 

The  pyrheHometer  as  designed  by  Angstrom  ^^  consists  of  a  ther- 
moelement of  iron  and  constantan  attached  to  a  thin  strip  of 
manganin  (a  thin  layer  of  silk  intervening  for  insulation)  which 
acts  as  a  receiver  to  intercept  the  radiant  energy,  and  also  as  a 
heater  through  which  an  electric  current  may  be  passed  to  produce 
the  same  rise  in  temperature  as  that  of  the  absorbed  radiant 
energy.  From  the  resistance  of  the  strip,  the  electric  current 
through  it,  and  the  area  exposed  to  radiation,  the  absolute  value  of 
the  radiant  energy  may  be  determined. 

In  this  form  of  construction  the  manganin  strip  and  the  ther- 
moelement may  become  separated,  thus  changing  the  sensitivity 
and  the  constants  of  the  instrument.  As  mentioned  in  the  pre- 
ceding paper  ^^  on  radiation  instruments,  it  was  proposed  to  apply 
the  bismuth-silver  thermopile  to  this  form  of  radiometer,  which 
seems  to  have  many  commendable  features.  In  the  meantime 
Gerlach,^^  at  the  suggestion  of  Paschen,  has  carried  out  a  series  of 
experiments  and  has  obtained  very  satisfactory  results  with  a 
modification  of  the  Angstrom  radiometer.  This  modification  con- 
sists in  having  the  thermoelement  (in  reality  a  series  of  elements, 
a  thermopile,  of  iron  and  constantan  wires,  with  receivers  rolled 
flat)  detached  from  the  heater-receiver  of  manganin,  thus  eliminat- 
ing the  possibility  of  variable  contact.  The  thermopile  is  therefore 
heated  primarily  by  radiation;  but  from  the  experience  with  the 
writer's  design,  this  device  is  far  more  sensitive  than  ordinarily 
required  and  hence  direct  metallic  contact  is  unnecessary.  In 
fact  for  quickness  of  action  and  for  electrical  insulation  it  is 
desirable  to  have  the  manganin  heater  and  the  thermopile  separ- 
ated, to  reduce  the  extra  heat  capacity  of  the  insulating  materials. 
Much  of  Gerlach's  work  having  been  published  before  great 
progress  had  been  made  on  the  most  efficient  form  of  the  present 

30  Angstrom:  Ann.  der  Phys.  (3),  p.  294,  1890;  (3),  p.  663,  1899;  Phys.  Rev.,  1,  p.  365,  1893. 

31  This  Bulletin,  9,  p.  31,  1911. 
32Gerlach:  Ann.  der  Phys.  (4),38,  p.  I,  1912. 
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design,  advantage  was  taken  of  his  experience  in  making  further 
improvements  which  consists  principally  in  the  construction  of  the 
heater-receiver.  The  thermopiles  differ,  of  course,  in  that  the  one 
of  bismuth  silver  has  a  continuous  receiving  surface,  which 
increases  the  sensitivity.  The  sensitivity  is  also  materially 
increased  (doubled)  by  the  use  of  bismuth  silver  instead  of  iron 
and  constantan.  In  the  Gerlach  instrument  the  potential  termi- 
nals are  attached  to  the  heavy  copper  electrodes  supporting  the 
thin  manganin  strip.  About  1.5  mm  of  each  end  of  this  manganin 
strip  is  shielded  from  radiation.  This  amount  of  covering  of  the 
ends  of  the  manganin  strip  was  found  experimentally  to  give 
uniform  values  to  the  constant  of  radiation.  When  the  ends  were 
not  covered  his  values  were  smaller  owing  to  heat  conduction  to 
the  electrodes.  As  will  be  shown  in  a  forthcoming  paper  dealing 
with  radiation  measm-ements,  the  measurement  of  the  electrical 
energy  expended  in  the  whole  strip  and  comparing  it  with  the  heat 
developed  by  radiation  falHng  upon  only  part  of  the  strip  may  give 
erroneous  values. 

In  the  present  instrument  the  potential  terminals  are  about 
3  mm  from  the  points  where  the  ends  of  the  thin  metal  strip 
are  attached  to  the  copper  electrodes.  The  nichrome  heater 
already  described  is  used  in  soldering  these  wires.  The  potential 
wires  are  of  fine  platinum,  0.0055  mm  in  diameter.  It  is  obtained 
from  WoUaston  wire  having  the  silver  removed  from  about  5  mm 
of  the  end  which  is  attached  to  the  receiver.  There  is  practically 
no  heat  conduction  along  this  fine  platinum  wire  since  the  contact 
is  a  mere  point  on  the  longitudinal  axis  of  the  strip.  The  ends  of 
the  slit  forming  the  opening  in  the  receiver  terminate  directly 
over  these  potential  terminals.  Tests  made  with,  and  without, 
these  coverings  across  the  ends  showed  no  observable  difference 
in  the  radiation  measurements.  Provision  has  also  been  made 
to  use  the  instrument  without  the  slit  jaws  covering  the  strip. 
Using  the  receiver  in  this  manner,  the  area  of  the  strip  exposed 
to  radiation  is  defined  by  its  full  width,  and  by  the  distance  be- 
tween the  potential  terminals.  A  similar  design  of  heater  has 
been  used  by  Bauer  and  Moulin  ^^  as  a  source  of  radiation.  By 
placing  the  potential  terminals  at  a  distance  from  the  electrodes 

«'  Bauer  and  Moulin;  Compt.  Rendus,  149,  p.  988;  1909. 
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the  measurement  of  the  electric  energy  put  into  the  thin  metal 
strip  pertains  only  to  that  part  which  is  exposed  to  radiation. 
The  thermopile  is  somewhat  shorter  than  this  exposed  strip  and 
it  is  further  protected  by  shields  so  that  no  radiation  from  that 
part  of  the  strip,  lying  between  fiie  potential  terminals  and  the 
electrodes,  can  fall  upon  the  thermopile  receiver.  In  fact  the 
whole  thermopile  (excepting  the  central  receiver)  is  covered  with 
a  thick  screen  of  cardboard  to  provide  electrical  insulation  and 


Fig.   5. — Thermopile  for  absolute  measurements  of  radiation 

to  shield  it  from  radiation.  In  front  of  the  cardboard  are  two 
copper  plates,  K,  0.8  mm  in  thickness,  which  are  painted  black 
and  smoked  on  the  side  facing  the  receiver-heater.  In  Fig.  5  are 
shown  the  essential  parts  of  the  thermopile  as  used  in  the  absolute 
measurements.  It  consists  of  the  slits,  S,  of  brass  or  aluminum 
1.2  to  1.8  mm  in  thickness.  The  insulating  support,  I,  is  of  slate, 
upon  which  is  mounted  the  "therlo,"  Th,  manganin  or  platinum 
strip.     The  potential  wires  of  platinum,  Pt,  are  mounted  on  the 
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rear  side  of  this  receiver-heater.  The  electrodes,  C,  are  of  copper. 
One  sample  of  "therlo,"  used  was  5.5  mm  wide,  about  0.007  "im 
thick,  29.5  mm  long  between  the  electrodes,  and  23.5  mm  distance 
between  the  potential  terminals.  Using  a  receiver  of  bolometer 
platinum,  which  is  much  thinner  than  the  "  therlo  "  used,  tempera- 
ture equilibrium  was  attained  in  about  12  seconds.  Some  of  the 
samples  used  were  4  to  5  mm  in  width.  Receivers  of  bolometer 
platinum  are  much  quicker  than  the  thicker  samples  of  "therlo'* 
in  attaining  temperature  equilibrium.  However,  the  preliminary 
measurements  of  the  Stefan  constant  of  total  radiation,  as  observed 
with  these  two  kinds  of  receivers,  are  in  excellent  agreement. 

In  the  lower  right  hand  corner  of  Fig.  5  is  given  a  section 
through  A-A  (viewed  from  above)  which  shows  the  arrangement 
of  the  slits,  S,  the  receiver  with  its  potential  terminal,  Pt,  and 
the  thermopile  with  the  metal  shields  covering  the  cold  junctions. 

Four  thermopiles  were  constructed  before  one  was  found  as 
quick  acting  as  desired.  One  of  the  thermopiles  used  in  radiation 
measurements  consisted  of  10  double  junctions  joined  in  series- 
parallel  as  shown  in  Fig.  iD.  In  this  instrument  each  receiver 
was  I  mm  wide  and  two  of  these  were  joined  in  parallel  instead 
of  the  design  (Fig.  lA)  in  which  two  elements  are  joined  to  one 
receiver.  This  insiu-es  a  stronger  junction  which  is  easily  tested 
for  tensile  strength.  The  area  of  the  central  receiver  was  1.8  by 
18.6  mm.  This  receiver  was  raised  about  i  mm  above  the  rest 
of  the  wires  forming  the  pile,  thus  permitting  its  being  placed 
close  to  the  heater-receiver.  The  resistance  of  this  thermopile 
was  about  7.9  ohms.  The  bismuth  wire  used  was  0.06  mm 
diameter  (length  4.5  mm)  and  the  silver  was  0.0308  mm  diameter 
which  explains  the  high  resistance.  The  radiation  sensitivity 
was  up  to  the  highest  yet  attained  and  the  maximum  deflection 
was  attained  in  but  a  slightly  greater  time  than  (1.3  times)  that 
of  the  galvanometer  period.  For  example,  using  a  galvanometer 
single  swing  of  3  seconds,  the  maximum  deflection  caused  by 
warming  the  heater  (whether  heated  electrically  or  heated  by 
the  absorption  of  radiant  energy)  occurred  in  less  than  8  seconds. 
The  radiation  sensitivity  was  such  that  i  microwatt  of  radiant 
energy  produced  about  0.19  microvolts  or  a  rise  in  temperature 
of  about  24  X  10-^  degree.     The  fourth  thermopile  constructed  for 
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use  in  this  instrument  for  making  absolute  measurements  con- 
tained bismuth  wire  o.i  mm  in  diameter  and  45  mm  in  length. 
The  elements  were  joined  two  in  series-parallel  as  shown  in  illus- 
tration No.  I  of  Fig.  3.  Its  sensitivity  was  the  same  (within  2 
per  cent,  which  is  the  normal  variation  for  different  thermopiles) 
as  that  of  the  instruments  constructed  of  bismuth  wire  3.5  mm 
in  length.  This  is  a  further  test  to  the  one  given  on  a  previous 
page,  showing  that  a  length  of  3.5  mm  is  sufficient  to  prevent  a 
reduction  in  sensitivity  by  warming  of  the  cold  jimction  by  heat 
conducted  from  the  exposed  junction. 

The  slit  jaws  were  about  i  mm  in  front  of  the  receiver  and  the 
thermopile  was  about  1.5  mm  back  of  it.  Gerlach's  extensive 
tests  show  that  the  amount  of  overlapping  of  the  receiver  by  the 
slit  jaws  does  not  affect  the  obser^^ations.  Various  electrical 
tests,  e.  g.,  reversing  the  current  in  the  heater-receiver,  showed 
that  it  was  thoroughly  insulated  from  the  thermopile.  Covering 
the  opening  in  the  slit  jaws  with  a  sheet  of  thick  alumintun  (bright 
and  smoked)  and  exposing  the  instrument  to  intense  radiation, 
showed  no  appreciable  warming.  This  shows  that  in  the  short 
time  that  the  instnunent  is  exposed  to  radiation,  the  slit  jaws 
are  not  sufficiently  warmed  to  cause  an  appreciable  radiation  from 
them,  upon  the  heater-receiver.  When  the  whole  receiver  is 
exposed  to  radiation,  these  slit  jaws  are  separated  by  a  slightly 
greater  amount  than  the  width  of  the  strip.  The  small  amount 
of  radiation  which  passes  between  the  slit  jaws  and  the  edges  of 
the  receiver  is  absorbed  by  the  smoked  copper  surfaces  (K,  Fig. 
5)  at  the  rear. 

To  prevent  stray  radiations  from  falling  upon  the  receiver 
various  arrangements  of  the  slits  and  diaphragms  were  tried.  One 
of  these  combinations  tried  was  a  slit  S  and  a  diaphragm  S',  as 
show^n  in  Fig.  5A-A.  In  this  arrangement  the  diaphragm  S'  is 
of  copper  I  mm  in  thickness  painted  with  lampblack  and  smoked 
on  both  sides.  The  slit  S,  of  aluminum,  1.2  to  1.8  mm  in  thick- 
ness, is  painted  black,  excepting  a  border  about  5  nun  wide,  along 
the  knife  edge,  which  is  highly  polished.  The  four  brass  dia- 
phragms (Fig.  5)  and  the  inside  of  the  brass  tube  whiich  supports 
them  are  entirely  covered  with  lampblack  paint  and  smoked  in 
the  flame  of  sperm  candle.     In  this  manner  most  of  the  radia- 


1 62  Bulletin  of  the  Bureau  of  Standards  [Voi.  n 

tiohs  in  the  wide  cone  of  rays  emanating  from  the  black  body  are 
absorbed  at  some  distance  from  the  receiver  and  hence  there  is 
but  little  chance  for  stray  radiations  to  fall  upon  the  receiver. 
The  narrow,  bright  strip  along  the  knife  edge  of  the  slit  S  absorbs 
but  little  radiation.  The  heat  developed  by  absorption  of  radia- 
tion is  speedity  conducted  away  laterally  from  the  knife  edge. 
The  shield  S'  is  sufficiently  heavy,  so  that  (judging  from  the 
experience  gained  in  a  previous  investigation  of  the  diffuse  reflect- 
ing power  of  lampblack)  the  temperature  can  not  rise  sufficiently 
to  produce  reradiation  upon  the  receiver.  In  subsequent  work 
this  shield  was  placed  upon  the  innermost  diaphragm,  D,  which 
had  an  opening  3.3  cm  in  diameter,  thus  lessening  the  amount  of 
diffuse  rediation  that  might  fall  upon  the  receiver. 

Attention  has  already  been  called  to  the  fact  that  the  "cold" 
deposits  of  soot  from  a  sperm  candle  reflects  diffusibly  about  1.2 
per  cent.  The  diffuse  reflecting  power  of  soot,  deposited  by 
holding  a  cold  metal  plate  in  the  tip  of  the  flame  of  a  sperm  candle 
(or  better  still,  an  acetylene  flame)  is  much  lower  in  value,  being 
of  the  order  of  0.5  to  0.6  per  cent. 

From  the  foregoing  description  of  the  instrument  as  thus  far 
developed,  it  may  be  seen  that  there  is  but  little  in  common  with 
Gerlach's  device.  The  instrument  is  very  sensitive,  so  that 
variation  in  the  radiation  from  a  black  body  caused  by  a  varia- 
tion of  o°.i  in  temperatiure,  at  800°  to  900°  C,  was  easily  observed 
in  the  galvanometer  deflections.  Using  a  platinum  receiver,  the 
galvanometer  deflection  registers  a  maximum  in  8  seconds.  The 
instrument  is  easily  and  quickly  operated,  and  hence  if  all  the 
sources  of  stray  radiations  can  be  eliminated  it  promises  to  be  an 
accurate  pyrometer  for  refined  temperature  measurements.  For 
this  purpose  it  will  be  desirable  to  modify  the  instrument  so  that 
the  various  shields  and  diaphragms,  W,  may  be  water-cooled,  as 
shown  in  Fig.  5E.  In  this  design  the  thermopile,  mounted  as 
shown  in  Fig.  iG,  is  entirely  inclosed  and  shielded  from  diffuse 
radiations. 

The  energy  expended  in  heating  the  receiver  is  determined  by 
measuring  the  drop  in  potential  along  the  part  of  the  strip  exposed 
to  radiation  and  the  electric  current  through  the  strip.  The 
current  is  determined  by  measuring  the  drop  in  potential  across 
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a  standard  resistence  of  i  ohm.  When  using  a  manganin  or 
"therlo"  receiver  the  resistance  may  be  determined  so  that  only 
the  measurement  of  the  current  is  necessary.  The  emfs  are 
measured  with  a  Leeds  &  Northrup  type  K  potentiometer. 

In  view  of  the  fact  that  this  paper  does  not  deal  with  the  con- 
stants of  total  radiation,  it  will  be  sufficient  to  add  that  the 
numerical  value  of  this  constant  as  thus  far  observed  with  this 
type  of  radiometer  is  somewhat  lower  than  Gerlach's  value 
obtained  with  a  somewhat  similar  instrument. 

IX.  SPECIAL  DESIGNS  OF  THERMOPILES 

Stellar  thermoelements. ^^°' — A  stellar  radiometer  differs  from  a 
laboratory  instrument  in  that  no  shutter  is  required.  Here  the  sky 
is  the  shutter  and  the  observation  consists  in  exposing  the  ther- 
mopile receiver  alternately  to  a  star  and  to  the  adjoining  sky.  Or, 
by  exposing  the  two  junctions  alternately  the  deflections  (in  oppo- 
site directions)  are  doubled.  In  a  refracting  telescope  the  thermo- 
pile is  shielded  from  nearby  sky  and  water  radiation,  which  is  of 
wave  lengths  which  are  absorbed  by  the  glass  lenses.  The  zero 
reading  therefore  depends  upon  the  temperature  of  the  lenses 
forming  the  objective.  In  a  reflector  the  thermopile  (when  in  an 
inclosure  having  a  fluorite  or  rock-salt  window)  radiates  to  the 
sky,  and  it  is  desirable  to  have  the  two  jimctions  (receivers)  of 
as  nearly  the  same  size  and  emissivity  as  is  possible  to  constract 
them,  in  order  to  maintain  symmetry.  There  is  no  apparent  gain 
in  using  more  than  two  jimctions,  because  of  the  difficulty  in 
maintaining  symmetry  and  because  of  the  difficulty  of  construction. 

In  the  first  experiments  on  thermopiles  it  was  deemed  desirable 
to  use  several  elements  in  the  receiver,  and  a  thermopile  was  de- 
scribed which  had  10  elements  meeting  at  a  point,  with  a  receiver 
I  mm  in  diameter.  However,  a  star  image  is  a  mere  point  any 
way,  hence,  the  receiver  should  be  reduced  to  the  smallest  work- 
able dimensions. 

A  high  emf ,  small  heat  capacity,  and  symmetry  of  receivers  are 
required.  However,  from  the  foregoing  experiments  it  is  evi- 
dent that  if  the  heat  capacity  of  bismuth  alloys  can  not  be  kept 
low,  it  is  better  to  use  the  pure  metal  in  spite  of  the  fact  that  the 

33*  See  Appendix,  Note  4- 
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thermoelectric  power  is  50  per  cent  lower.  The  sensitivity  is  in- 
creased from  four  to  five  times  by  placing  the  thermoelements  in- 
vacuum.  The  time  to  attain  temperatm-e  equilibrium  does  not 
appear  to  be  appreciably  increased  when  the  elements  are  in 
vacuum. 

A  further  increase  in  the  sensitivity  is  obtained  by  lengthening 
the  period  of  the  galvanometer. 

Whether,  under  these  conditions  the  point  receiver  thermopile 
can  be  made  more  sensitive  than  a  bolometer,  remains  to  be  de- 
termined. In  view  of  the  fact  that  the  heat  conducted  along  the 
bolometer  strip  serves  to  change  the  resistance,  while  in  the  thermo- 
pile it  is  an  impediment,  it  may  be  found  in  practice  that  the 
vacuum  bolometer  can  be  made  more  sensitive  than  the  thermo- 
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Several  stellar  thermopiles  were  constructed,  as  shown  in  illus- 
tration No.  4  of  Fig.  3,  in  which  the  receivers  are  0.3  to  0.4  mm  in 
diameter.  The  thermopile  shown  in  Fig.  iF,  having  two  elements 
in  each  receiver  has  not  yet  been  tried.  The  distance  between  the 
two  receivers  is  made  0.5  mm  or  less  so  as  to  faciHtate  exposing 
them  alternately  to  a  star  image.  Except  by  making  an  intercom- 
parison  against  an  arbitrary  point  source  of  radiation  similar  to  a 
star  image,  there  is  no  fair  way  of  specifying  the  sensitivity,  owing 
to  the  variable  size  of  the  receivers.  It  is  hoped  to  compare 
the  radiation  from  a  star  (e.  g.,  Arcturus)  with  an  artificial  star 
and  thereby  establish  a  fair  standard  of  comparison  of  this  type  of 
radiometer. 

In  the  stellar  thermopiles,  as  shown  in  Fig.  iF,  and  in  No.  4,  of 
Fig.  3,  a  short  piece  of  bismuth  wire  0.06  mm  in  diameter  was 
pressed  flat  between  two  pieces  of  plate  glass.  The  thickness  was 
then  o.oi  to  0.012  mm.  This  was  then  cut  into  narrow  strips, 
perhaps  0.05  mm  wide,  by  means  of  a  sharp  razor.  These  narrow 
strips  were  pressed  to  about  3  times  their  former  width,  and  again 
cut  into  strips  0.03  mm  to  0.07  mm  in  width.  The  estimated 
thickness  was  0.005  mm.  The  silver  wire  used  was  0.0165  ^^^  ^^ 
diameter.  Fine  globules  (perhaps  0.03  to  0.05  mm  in  diameter) 
of  tin  were  then  attached  to  the  silver  wires  and  pressed  to  0.3  to 
0.4  mm  diameter.     The  bismuth  wire  (about  2  mm  long)  was  then 

33i>  However,  in  the  preliminary  tests,  to  be  given  in  a  forthcoming  paper  on  stellar  radiation  meas- 
urements, the  thermocouple  was  found  more  sensitive  than  the  bolometer. 


Cobientz]  Various  Modifications  of  Thermopiles  165 

fused  to  this  tin  receiver.  Wood's  alloy  was  used  to  attach  the 
silver  wires  to  the  binding  posts.  The  receivers  were  painted 
with  the  previously  described  mixture  of  lampblack  and  platinum 
black,  but  not  smoked.  The  resistance  of  such  a  thermoelement 
is  from  2  to  2.^  ohms,  depending  upon  the  length  of  the  bismuth 
wire.  Elements  were  also  constructed  of  bismuth  alloys,  of  bis- 
muth and  platinum  (Wollaston  wire  0.005  to  0.0 1  mm  in  diameter) 
and  of  bismuth  iron.  They  were  motmted  together  in  a  receiver 
and  tested  under  the  same  conditions.  The  bismuth-platinimi 
element  had  a  resistance  of  5  to  6  ohms,  half  of  which  was  con- 
tributed by  the  platiniun.  One  bismuth-platininn  thermoelement 
consisted  of  bismuth  1.9  mm  in  length  and  0.071  mm  in  width. 
The  platinum  was  0.0 1  mm  in  diameter.  The  receivers  of  tin  were 
respectively  0.29  and  0.33  mm  in  diameter.  Its  resistance  was 
4.58  ohms.  It  was  more  than  twice  as  sensitive  as  the  best  bis- 
muth silver  (Ag  =  0.0165  mm  diameter)  thermoelements  of  similar 
dimensions.  This  is  owing  to  the  fact  that  platinum  has  a  much 
lower  heat  conducti\dty  than  silver.  This  thermoelement  of 
bismuth-platininn,  ha\4ng  a  thermoelectric  power  of  80  to  85 
microvolts,  was  found  to  be  at  least  25  per  cent  more  sensitive 
than  a  similar  thermoelement  of  bismuth,  and  an  alloy  of  bismuth 
+  5  per  cent  tin  which  had  a  thermoelectric  power  of  127  micro- 
volts. In  the  bismuth-bismuth  alloy  thermoelement  the  length 
of  the  bismuth  was  2.2  mm,  the  width  was  0.067  ^^,  and  the 
resistance  of  the  element  was  1 1.55  ohms.  The  receivers  were  re- 
spectively 0.38  and  0.44  mm  in  diameter.  Both  elements  were 
mounted  in  the  same  inclosure  and  tested  against  the  same  arti- 
ficial star.  The  latter  was  a  cylindrical  acetylene  flame  with  a 
pinhole  opening  in  a  diaphragm,  which  was  placed  in  front  of  the 
flame.  An  image  of  this  pinhole  was  projected  upon  the  receiver. 
It  is  hoped  to  compare  these  with  a  vacumn  bolometer  of  small 
heat  capacity  to  determine  the  merits  of  these  two  types  (bolom- 
eter and  thermopile)  of  stellar  radiometers.  In  such  a  test  the 
bolometer  and  thermopile  are  to  be  moimted  together  in  the  same 
container.  The  evacuation  of  the  air  is  produced  by  heating 
metallic  calcium  which  is  contained  in  a  quartz  tube. 

An  absolute  tliermopile  for  the  measurement  of  nocturtial  radia- 
timi. — On  a  pre\nous  page  attention  was  called  to  the  Angstrom 
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pyrheliometer  modified  so  as  to  reduce  its  heat  capacity  and  hence 
render  it  quicker  in  its  action  by  having  the  thermopile  separated 
from  the  heater  receiver.  For  the  measurement  of  nocturnal 
radiation,  which  generally  is  a  passage  of  radiation  from  the  surface 
of  the  thermopile  outward  into  space,  a  more  massive  heater 
receiver  in  contact  with  the  thermopile  is  permissible,  in  order  to 
minimize  the  effect  of  air  currents. 

The  pyrheliometer  of  Angstrom  ^*,  as  used  for  the  measurement 
of  nocturnal  radiation,  consists  of  two  manganin  strips,  to  each  of 
which  is  attached  a  single  thermoelement  of  iron  and  constantan. 
One  strip  is  kept  bright  to  prevent  cooling  by  radiation.  The 
other  one  is  blackened  to  facilitate  radiation,  and  hence  undergoes 
the  greatest  changes  in  temperature,  which  is  usually  a  cooling, 
since,  on  clear  nights  there  is  a  passage  of  terrestrial  radiation 
into  space.  An  electric  current  is  passed  through  this  manganin 
strip  to  compensate  for  the  cooling.  From  the  resistance  of  the 
strip,  the  area,  etc.,  the  loss  of  radiation  into  space,  may  be  deter- 
mined in  absolute  measure. 

In  the  present  design,  Fig.  iC,  the  thermoelements  (Bi  — o.i 
mm;  Ag  =  0.036  mm  diameter.  Receivers  of  tin  1.4  by  1.8  by 
0.02  mm)  are  cemented  directly  to  the  four  manganin  strips, 
0.033  mm  in  thickness  and  2  mm  in  width,  which  are  alternately 
black  and  bright.  For  the  latter  purpose  the  front  surfaces  are 
plated  with  a  thin  layer  of  gold.  The  reflecting  power  of  lamp- 
black for  long  waves  is  about  3  per  cent,  and  for  gold  it  is  about 
97  per  cent.  The  difference  in  the  emissivities  of  these  two  sur- 
faces should  produce  a  far  greater  difference  in  temperature  within 
the  strips  than  is  possible  with  a  metallic  surface  having  a  lower 
reflecting  power.  For  convenience  in  construction  the  thermo- 
elements are  in  four  rows,  joined  across  the  back  of  the  moimting, 
as  shown  in  the  illustration.  This  part  of  the  device  was  designed 
and  constructed  for  the  United  States  Weather  Bureau  for  noc- 
turnal radiation  measurements.  The  instrument  gave  a  maximum 
deflection  in  15  seconds  (galvanometer  swing  was  3  seconds)  when 
exposed  to  a  standard  of  radiation  from  which  it  appears  that 
cementing  the  receivers  directly  in  contact  with  the  heavy  man- 

3*  K.  Angstrom:  Nova  Acta  Reg.  Soc.  Scient.  Upsala  (4),  1,  No.  2,  1905;  A.  Angstrom:  Astrophys,  J., 
37,  p.  305.  1913- 
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ganin  strip  does  not  seriously  increase  the  heat  capacity  and  hence 
the  period  of  the  instrument. 

A  thermopile  for  physiological  problems. — An  important  problem 
in  physiology  is  to  determine  definitely  whether  or  not  heat  is 
evolved  by  a  Hve  nerve  during  tetanization.  If  there  is  a  chemical 
reaction  (oxidation  of  a  carbohydrate  in  order  to  expedite  a  ner- 
vous wave)  when  the  nerv^e  is  undergoing  tetanus,  either  by  an 
electrical  or  by  a  chemical  stimulus,  then  there  should  be  an  evo- 
lution of  heat  with  a  consequent  rise  in  temperattu^e.  The  attempt 
was  made  by  Hill  ^^  to  detect  such  a  rise  in  temperatiu'e  during 
the  transmission  of  a  nervous  impulse  by  placing  the  exercised 
sciatic  nerve  of  a  frog  upon  the  central  row  of  thermo  junctions 
(30  in  number)  of  a  Rubens  iron-constantan  thermopile.  The 
receivers  were  small  and  hence  could  not  make  very  effective  con- 
tact with  the  nerve. 

The  proposition  having  been  presented  to  design  a  bismuth- 
silver  thermopile  to  meet  the  requirements  of  this  problem,  the 
modification  illustrated  in  Fig.  lE  was  constructed.  The  device, 
which  contains  20  thermo  elements  joined  in  series,  was  constructed 
of  bismuth  wire  o.i  mm  in  diameter,  and  silver  wire  0.038  mm  in 
diameter,  the  resistance  being  9.45  ohms.  The  novelty  in  this 
thermopile  consists  in  having  the  receivers  bent  into  a  U-shaped 
trough,  21.5  mm  long  and  about  1.2  mm  deep.  The  inside  of  each 
receiver  was  painted  with  lamp  black  and  hence  would  acquire 
heat  (if  any  be  produced)  by  conduction  and  by  radiation.  For 
symmetry,  samples  of  the  material  (nerve,  muscle)  under  exami- 
nation are  placed  in  both  troughs,  and  by  exciting  them  alternately 
the  galvanometer  deflection  (in  opposite  directions)  will  be  doubled. 

The  sensitivity  was  tested  by  placing  an  insulated  manganin 
wire  0.05  mm  in  diameter  in  the  U-shaped  receiver  and  passing 
through  it  an  electric  cinrent  of  0.00 1  ampere,  which  produced  a 
large  deflection  (25-rcm)  of  the  galvanometer.  The  test  showed 
that  using  a  galvanometer  sensitivity  of  i=^  x  lO"^'^  ampere,  a 
deflection  of  i  mm  =  3.8  x  lO"^  watt  =  9  x  10-^  g-cal.  sec.  -^  The 
sensitivity  was,  of  course,  higher  than  this,  for  the  wire  heater 
did  not  lie  closely  throughout  its  whole  length  in  contact  with 
the  receiver. 

*»  Hill:  J.  Physiology,  43.  p.  433;  1911. 
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In  the  hands  of  an  experienced  operator  the  galvanometer 
sensitivity  could  be  increased  5  times,  and  reading  to  0.2  mm  it  is 
safe  to  estimate  that,  with  this  device,  an  evolution  of  heat  at  the 
rate  of  i  x  lO"*^  g-cal.  sec.-^  can  be  detected. 

This  thermopile  behaved  exactly  as  the  others  with  flat  receivers. 
It  was  entirely  free  from  drift  and  produced  a  maximum  deflection 
in  4/3  the  free  swing  of  the  galvanometer.  As  an  ammeter  this 
device  should  be  useful  for  certain  classes  of  measurements  of 
electrical  currents.  In  the  latter  application,  however,  the  heater 
would  no  doubt  be  more  efiicient  in  the  form  of  a  flat  strip  as  used 
in  the  thermopile  for  absolute  measurements  described  on  another 
page. 

The  thermopile  as  a  photometer. — ^The  requirement  of  this  ther- 
mopile was  to  measure  the  blackening  produced  by  star  images  on 
photographic  plates.  These  star  images  were  to  be  magnified 
and  projected  upon  the  thermopile  receiver  which  was  to  be  a  disk 
5  mm  in  diameter.  The  first  design  was  constructed  as  shown  in 
illustration  No.  4  of  Fig.  3.  The  receivers  were  semicircular  disks 
(of  tin  0.02  mm  in  thickness)  to  each  of  which  were  attached  two 
thermoelements  of  bismuth  (o.  i  mm)  and  silver.  This  series-parallel 
arrangement  had  a  resistance  of  1.2  ohms;  and  it  required  10  to  12 
seconds  to  attain  temperature  equiHbrium.  Blackening  the  rear 
side  of  the  receivers  (in  order  to  increase  the  emissivity)  decreased 
this  period  only  about  i  second.  From  other  experiments  it  was 
concluded  that  this  lag  in  attaining  temperature  equilibrium  was 
owing  to  the  slowness  of  heat  conductivity  from  the  extreme  edges 
of  the  disk,  distant  from  2  to  2.5  mm.  Another  thermopile  was 
therefore  constructed  of  exactly  similar  material,  the  only  modi- 
fication in  the  design  being  in  the  receiver,  which  was  cut  into  foin- 
quadrants.  One  thermoelement  was  attached  to  the  center  of 
each  quadrant,  and  the  foiu"  elements  joined  in  series  as  shown  in 
illustrations  No.  3  of  Fig.  3,  and  in  Fig.  iB.  The  resistance  was 
2.4  ohms.  This  receiver,  when  exposed  to  radiation,  attained 
temperattire  equilibriimi  in  5  seconds.  Its  radiation  sensitivity 
was  the  highest  of  all  the  instruments  constructed,  being  39  per 
square  millimeter  area  against  33,  which  is  the  average  value  on 
the  (arbitrary)  scale  of  comparison.  The  area  exposed  is  closely 
the  same  as  that  of  the  linear  thermopiles,  herein  described,  and 
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its  high  sensitivity  appears  to  be  due  to  the  fact  that  this  area  is 
comprised  within  a  circle,  which  arrangement  is  the  most  efficient 
construction  of  a  thermopile  receiver. 

A  thermoelement  with  a  concentrating  mirror. — ^The  loss  in  effi- 
ciency in  a  large  receiver  is  so  great  that  in  some  kinds  of  work  it 
may  be  more  advantageous  to  use  a  small  receiver  and  concentrate 
the  radiations  not  intercepted  by  it  upon  the  rear  side  of  the 
receiver  by  means  of  a  cylindrical  mirror  or  by  means  of  a  cylindri- 
cal lens  in  front  of  the  receiver.  For  example,  the  sensitivity  of  a 
receiver  (16  mm  long)  which  is  used  to  measure  the  intensity  of 
the  radiation  in  a  spectral  line  i  mm  wide  and  16  mm  long  is  only 
four  times  as  great  as  that  of  a  receiver  i  mm  long.  If,  for  the 
measurement  of  the  energy  in  a  spectral  line  16  mm  long  (and 
I  mm  wide) ,  we  place  a  concave  cylindrical  mirror  at  the  rear  of  a 
receiver  i  mm  long  (and  i  mm  wide) ,  thus  concentrating  upon  the 
receiver  the  energy  not  intercepted  by  it,  we  obtain  the  integrated 
effect  of  practically  16  receivers,  each  one  of  which  is  i  mm  in 
length,  and  the  galvanometer  deflection  will  be  about  four  times 
that  observed  when  using  a  receiver  16  mm  long.  As  shown  in 
Fig.  6,  one  receiver  gave  a  deflection  of  over  40  cm,  foiu:  receivers 
gave  a  deflection  of  80  cm,  while  18  receivers  gave  a  deflection  of 
only  180  cm  instead  of  about  700  cm,  which  would  have  been 
obtained  if  the  energy  could  have  been  concentrated  upon  the 
single  receiver. 

A  hole  in  the  center  of  the  mirror  permits  adjusting  the  position 
of  the  thermopile  in  the  spectrum  (as  described  in  Part  VII  of  this 
paper).  Using  the  finest  material  that  can  be  manipulated  (as 
described  in  the  first  caption  of  Part  IX)  in  a  highly  exhausted 
inclosure,  a  single  element  and  concentrating  mirror  should  prove 
useful  in  some  special  kinds  of  radiometry,  requiring  the  highest 
attainable  sensitivity.  For  routine  work,  however,  the  regular 
linear  thermopile  in  air  is  preferable. 

Miscellaneous  designs. — Under  this  heading  may  be  mentioned 
designs  of  thermopiles  which  have  aheady  been  constructed  and 
tested;  and  also  suggested  improvements  in  others.  For  receivers 
in  radiotelegraphy  two  forms  were  constructed  which  were  kindly 
tested  by  Dr.  I^.  W.  Austin.  The  one  consisted  of  strip  of  bolom- 
eter platinimi  i  mm  wide,  about  15  mm  long  (resistance,  4  ohms), 
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insulated  between  two  thermopiles  of  bismuth  and  silver.  The 
bismuth  wires  were  0.06  mm  in  diameter,  pressed  flat.  The  0.03 
mm  silver  wires  were  attached  to  these  flat  strips  of  bismuth,  but 
no  receivers  were  used.  Either  the  platinum  heater  or  the  thermo- 
pile could  be  placed  in  the  radio-receiving  circuit.  The  device  was 
reported  to  be  very  sensitive;  but  it  was  defective  in  that  the 
platintim  heater  became  warmed,  causing  a  shift  of  the  zero 
reading  of  the  galvanometer.  The  second  thermopile  consisted  of 
0.06  mm  bismuth  wire  and  0.03  mm  silver  wire,  in  which  a  mass 
of  Wood's  alloy  was  fused  to  the  alternate  junctures  (and  black- 
ened), in  order  to  change  the  heat  capacity,  so  that  the  smaller 
junctures  would  become  the  more  highly  heated  by  the  oscillating 
electric  current  passing  through  the  instrument,  and  thus  produce 
a  thermoelectric  ctirrent.  The  instrument  was  reported  to  be 
about  as  sensitive  as  a  special  tellurium  couple  in  regular  use. 
Since  there  did  not  appear  to  be  a  very  marked  gain  in  sensitivity 
as  compared  with  other  devices  already  in  use,  no  further  attempts 
were  made  in  applying  this  thermopile  in  radio  telegraphy. 

Another  device,  in  the  form  of  a  thermoelectric  generator 
capable  of  generating  current  by  exposing  it  to  sunlight  deserves 
further  attention  experimentally.  In  it  bismuth  and  copper,  or 
copper  and  constantan  thermoelements,  with  large  receiving 
surfaces  attached  thereto  may  be  used.  The  receiving  surfaces 
are  covered  with  asphaltum  and  the  whole  is  inclosed  in  a  glass 
covered  box.^®  The  coronal  thermopile  constructed  by  Callendar  ^^ 
is  an  ingenious  device  consisting  of  bars  of  bismuth  and  anti- 
mony, with  receiving  surfaces  in  the  form  of  copper  rectangles. 
The  receivers,  which  are  arranged  in  the  form  of  an  annulus,  are 
mounted  in  the  eyepiece  of  a  telescope  and  sighted  at  the  moon 
during  a  solar  eclipse.  It  appears  possible  to  produce  a  quicker 
acting  and  perhaps  a  more  sensitive  instrument  (radiometrically) 
by  using  a  thermopile  of  bismuth  silver  with  the  tin  receivers  cut 
into  the  form  of  an  annulus.  For  measiiring  the  radiation  from 
the  solar  corona  Julius  used  a  thermopile  with  a  receiving  disk  5 
mm  in  diameter.     Instead  of  the  annulus,  the  disk  receiver  shown 

3®  For  a  further  description,  see  Letters  Patent  No.  i  077  219,  Oct.  28,  1913,  which  is  dedicated  to  the 
public. 
^  Callendar:  Proc.  Roy.  Soc.,  77A,  p.  8;  15105. 
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in  illustration  No.  3  of  Fig.  3  might  be  useful.  If  desired,  the 
central  portion  could  be  covered  with  a  smaller  disk  leaving  an 
annulus  of  the  required  size. 

As  an  illustration  of  the  wide  range  of  usefulness  of  the  thermo- 
pile, it  may  be  added  that  an  instrument  was  constructed  in  which 
the  receiver  was  in  the  form  of  a  U-shaped  trough,  within  or  over 
which  was  suspended  a  wire  through  whigh  a  heavy  electric  current 
could  be  passed.  The  device  is  to  be  used  as  an  ammeter,  and  its 
use  was  invoked  to  avoid  distortion  of  the  form  of  the  electric  wave 
used  in  a  delicate  magnetic  test. 

The  thermogalvanometers  on  the  market  are  said  to  be  slow  in 
their  action.  The  fine  bismuth  wires  now  attainable,  combined 
with  a  disk  built  up  of  quadrants  as  shown  in  No.  3  of  Fig.  3, 
would  produce  a  quick  acting  and  perhaps  a  more  sensitive 
instrument. 

X.  SPECIFICATION  OF  THE  RADIATION  SENSITIVITY  OF  A  THERMOPILE 

From  the  foregoing  experiments  it  is  evident  that  the  radiation 
sensitivity  of  a  thermopile  can  not  always  be  defined  in  terms  of 
the  voltage  produced.  "Microvolts  per  microwatt"  of  radiant 
energy  absorbed  has  but  little  meaning  when  used  in  connection 
with  a  Thomson  galvanometer.  This  definition  of  sensitivity  is, 
of  course,  useful  when  the  measurements  are  made  with  a  poten- 
tiometer or  with  a  moving  coil  galvanometer.  The  (Thomson) 
galvanometer  deflection  was  found  the  same  for  two  thermopiles 
having  the  same  area  exposed;  the  one  having  its  18  elements 
in  series,  the  other  having  its  18  elements  joined  two  in  series- 
parallel  thus  producing  only  half  the  voltage  of  the  former.  In 
the  latter  the  heat  capacity  and  emissivity  was  so  far  reduced  that 
I  microwatt  of  radiant  energy  produced  0.016  microvolt  (or 
greater)  per  thermal  junction.  Since  the  thermoelectric  power 
of  bismuth  silver  is  about  80  microvolts  per  degree,  this  is  equiva- 
lent to  a  rise  in  temperature  of  about  20  X  lO"^  degree.  In  the 
herein  described  thermopile  of  bismuth  alloy,  the  temperature 
rise  was  of  the  order  of  26xio~^  degree,  while  in  the  circular 
receiver,  illustration  No.  3  of  Fig.  3,  the  temperature  rise  was  46  X 
io~^  degree  (or  even  higher  according  to  the  direct  measurement 
of  the  voltage)  per  microwatt  of  radiant  energy  absorbed.     While 
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this  description  of  the  rise  in  temperature  of  the  receiver  shows 
the  efficiency  of  these  designs  it  is  not  so  convenient  as  the  time- 
worn  specification  of  sensitivity  in  terms  of  the  cmrent  sensitivity 
of  the  galvanometer,  and  a  standard  of  radiation.  However, 
instead  of  using  the  candle  as  a  source  of  radiation,  a  calibrated 
incandescent  lamp  is  recommended.^^  The  cmrent  sensitivity 
of  the  galvanometer  may  be  taken  as  i  mm  deflection  =  i  x  lo"**^ 
ampere.  With  this  galvanometer  sensitivity,  i  microwatt  of 
radiant  energy  produces  a  deflection  of  ic-centimeters  per  square 
millimeter  of  the  receiver  which  is  exposed  to  radiation.  As  a 
further  check,  the  total  area  exposed  and  the  scale  distance  (i 
meter)  should  also  be  specified. 

The  specification  of  the  area  exposed  is  desirable  in  view  of  the 
fact  that  the  sensitivity  is  proportional  to  the  square  root  of  the 
total  area  exposed.  This  was  thoroughly  demonstrated  on  the 
large  thermopile  shown  in  illustration  No.  2  of  Fig.  3,  the  indi- 
vidual receivers  of  which  were  1.5  by  3  mm  (  =  4.5  mm^)  in  area. 
Additional  terminals  were  soldered  to  the  small  metal  posts  which 
support  the  individual  elements,  as  described  in  the  fore  part  of 
this  paper.  In  this  manner  it  was  possible  to  determine  the 
sensitivity  of  4,  6,  8,  10,  or  18  junctions.  The  observed  galva- 
nometer deflections  had  to  be  corrected,  of  course,  for  variation 
in  external  resistance,  by  means  of  the  data  given  in  Fig.  2.  The 
total  area  exposed  was  taken  to  be  4.5  mm^  times  the  number  of 
junctions  used.  The  galvanometer  sensitivity  and  the  standard 
of  radiation  were,  of  coiurse,  kept  constant.  The  intensity  of  the 
radiation  was  83  X  io~^  watt  per  mm^.  The  results  obtained  are 
given  in  Fig.  6,  in  which  the  ordinates  are  the  observed  galvanom- 
eter deflections  in  centimeters  and  the  abscissae  are  the  square 
roots  of  the  areas  exposed  to  radiation.  The  data  are  in  exact 
agreement  with  the  square  root  law  as  applied  to  a  large  receiving 
surface  containing  a  plurality  of  thermo junctions.  The  data  are 
in  apparent  disagreement  with  the  results  published  in  a  previous 
paper  2^,  which,  however,  relate  to  different  conditions  of  the 
receiver.  In  the  previous  paper  the  experiments  relate  to  a 
single  thermoelement  attached  to  a  single  receiver,  the  area  of 
which  was  varied.     It  was  then  found,  as  was  to  be  expected, 

^tiThis  Bulletin.  11,  p.  87,  1914;  J.  Franklin  Inst.,  176,  p.  219;  1913. 
39  This  Bulletin.  9,  p.  7;  1912. 
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that  there  is  an  optimiim  size  of  receiver  giving  a  sensitivity  which 
is  considerably  (30  to  50  per  cent)  higher  than  the  values  obtained 
by  applying  the  square  root  law,  to  observations  on  very  small  or 
very  large  receivers.  From  this  it  is  evident  that  the  best  ther- 
mopile is  obtained  by  using  the  most  favorable  area  in  the  indi- 
vidual receivers. 

In  previous  papers  the  sensitivities  of  the  various  types  of  radio- 
meters were  intercompared  by  considering  the  sensitivity  pro- 
portional to  the  area.  The  sensitivity  per  square  millimeter  area 
exposed  was  therefore  obtained  by  dividing  the  total  deflection 
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(the  radiometer  was  exposed  to  a  standard  candle)  by  the  total 
area  exposed.  It  was,  of  coiurse,  realized  that  the  comparison 
was  not  a  fair  one;  but  it  was  in  keeping  with  the  accuracy  of  the 
data  published  by  various  experimenters.  For  bolometers  and 
thermopiles  the  square  root  of  the  total  area  exposed  should  be 
used  as  the  divisor.  On  this  basis  of  comparison  the  average 
radiation  sensitivity  of  the  bismuth-silver  thermopiles  herein  de- 
scribed was  such  that  i  microwatt  of  radiant  energy  produced  a 
deflection  of  2.9  to  3.0  cm  per  mm^  area  exposed;  scale  at  i  meter; 
galvanometer    sensitivity    i  =  i  X  lo""    ampere.     For   example, 
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thermopile  No.  36  (having  two  elements  in  series-parallel;  resis- 
tance 1.98  ohms;  area  exposed  31.2  mm^;  ■^area  =  5.58)  produced 
a  deflection  of  97.5  cm  for  a  galvanometer  sensitivity  of  i  =  4.i  X 
iQ-^^'  ampere.  This  deflection  must  be  corrected  by  9  per  cent 
for  inequality  of  external  resistance  (see  Fig.  2)  and  by  1.5  per 
cent  for  the  energy  lost  by  reflection  from  the  lampblack  surface 
of  the  receiver.  This  corrected  value  (which  is  107.7  cm)  when 
reduced  to  the  value  which  would  be  observed  with  a  galva- 
nometer sensitivity  of  i  =  i  X  lO"^^  ampere,  is  equivalent  to  a 
deflection  of  about  445  cm.  The  intensity  of  the  radiation  from 
the  standard  lamp  being  88.9  X  10-^  watt  per  mm^,  the  total 
radiation  falHng  upon  the  thermopile  was  (the  total  area  exposed, 
31.2x88.9=)  27.7  X  io~^  watt.  Hence  i  microwatt  of  radiant 
energy  produced  a,  deflection  of  (445-^27.7=)  16.1  cm  and  the 
sensitivity  in  centimeters  deflection  per  mm^  of  the  total  area 
exposed  was  (16.1  -^5.58=)  2.89  cm. 

On  the  old  basis  of  comparison,  against  a  sperm  candle  which 
has  a  radiation  intensity  of  about  30  microwatts  per  mm^,  at  a 
distance  of  i  meter  from  the  flame,  the  radiation  sensitivity  of 
these  thermopiles  is  of  the  order  of  87  to  90  cm  per  mm^  of  the 
receiver  exposed  to  radiation.  Some  of  the  special  designs  of  bis- 
muth and  silver  had  a  15  to  20  per  cent  higher  sensitivity.  How- 
ever, the  values  just  quoted  are  conservative  estimates  of  what 
may  be  attained  without  serious  difficulties  in  construction. 

XI.  SUMMARY 

The  novelty  of  the  bismuth-silver  thermopile  ^  as  herein 
described  consists  of  a  receiver  having  a  continuous  surface  and 
a  definite  area  which  permits  calibration,  for  measurements  in 
absolute  measure. 

Data  are  given  on  the  relative  sensitivities  of  thermopiles  of 
bismuth  silver,  bismuth  copper,  bismuth  alloys,  and  of  bismuth 
iron.  It  is  shown  that  the  attainment  of  a  high  radiation  sensi- 
tivity in  a  thermopile  is  mainly  a  question  of  neatness  of  con- 
struction (low  heat  capacity,  conductivity,  and  emissivity)  and 
that  the  thermoelectric  power  is  of  secondary  importance.  The 
radiation   sensitivity   of  a  thermopile  of  bismuth  and  silver  is 

^0  For  further  specifications,  see  letters  Patent,  i  o8i  365,  Dec.  16,  1913;  dedicated  to  the  public. 
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almost  (within  10  per  cent)  as  high  as  that  of  a  thermopile  of 
bismuth  alloy  having  a  55  per  cent  higher  thermoelectric  power. 
These  thermopiles  have  practically  the  same  radiation  sensitivity 
as  a  good  air  bolometer,  and  they  are  not  so  easily  distm-bed  by 
air  currents.  They  embody  practically  all  the  good  qualities 
(except  instantaneousness  of  action)  of  the  bolometer. 

Experiments  are  described  on.  the  radiation  sensitivity  of  a 
thermopile  as  a  function  of  the  area  exposed,  and  of  the  thermo- 
conductivity  and  emissivity;  also  as  a  function  of  the  external 
and  the  internal  resistance.  It  is  shown  that  the  external  (gal- 
vanometer) resistance  may  be  two  or  three  times  the  internal 
resistance  without  decreasing  the  sensitivity  more  than  5  or  10 
per  cent.  After  correcting  for  the  difference  in  internal  and 
external  resistance,  it  w^as  found  that  the  radiation  sensitivity  of 
the  thermopiles  having  all  the  elements  in  series  was  nearly  as 
high  as  that  of  the  thermopiles  having  the  elements  joined  two 
in  series-parallel. 

A  radiometer  attachment  to  monochromatic  illuminators  is 
described,  which  enables  the  operator  quickly  and  easily  to 
determine  the  energy  value  of  the  stimulus.  This  is  of  importance 
to  physiologists,  psychologists,  biologists  and  physicists  who  are 
investigating  the  effect  of  light  stimuli  upon  matter. 

A  thermopile  with  a  thin  blackened  strip  of  manganin  or  plati- 
num in  front  of  it,  is  described.  This  is  a  modification  of  the 
Angstrom  pyrheliometer,  and  it  affords  a  quick  and  an  accurate 
method  for  the  measurement  of  radiant  energy  in  absolute  meas- 
ure. 

Special  designs  of  thermopiles  are  described.  They  include 
stellar  thermopiles;  thermopiles  for  measuring  noctiunal  radiation; 
thermopiles  to  be  used  as  photometers;  thermopiles  with  the 
receivers  in  the  form  of  U-shaped  troughs  for  physiological  prob- 
lems; and  miscellaneous  thermopiles  for  measuring  small  electric 
currents  in  radio  telegraphy,  etc. 

The  results  herein  described  are  part  of  the  experience  gained 
in  the  construction  of  various  designs  and  modifications  of  ther- 
mopiles to  suit  various  problems  which  promised  solution  by  radio- 
metric methods.  It  has  involved  the  construction  of  more  than 
1000  thermal  elements  and    (since  each  element  consists  of    5 
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pieces)  the  handling  of  about  5000  or  more  pieces  of  material 
The  failm-es  are  of  course  not  described.  After  several  days  of 
work  on  a  new  design  the  resulting  thermopiles  sometimes  proved 
less  valuable  than  the  frame  upon  which  it  was  mounted.  It  w^as 
therefore  promptly  cut  from  the  frame,  to  be  replaced  after  four 
hours  further  work  with  a  similar  design  having  the  properties 
herein  described.  This  was  the  experience  with  the  very  first 
thermopile  (of  bismuth  iron)  which  led  to  the  construction  of  the 
first  bismuth- silver  thermopile;  and  it  was  the  experience  of  the 
first  series-parallel  arrangement  of  the  elements.  The  data  are 
given  with  the  hope  that  they  may  be  of  assistance  to  others  in 
widening  the  field  of  usefulness  of  this  form  of  radiometer. 

In  conclusion  it  is  pertinent  to  add  that  the  thermopile  and  the 
bolometer  recognize  no  sharp  dividing  line  of  '* ultra-violet," 
''visible,"  and  "infra-red "  as  marked  by  the  eye  and  the  selenium 
cell.  Using  a  suitable  spectrometer  it  is  just  as  easy  to  observe 
in  the  ultra-violet  as  in  the  extreme  infra-red.  Using  the  spark 
spectra  of  Al,  Mg,  Cd,  and  Zn;  the  acetylene  flame;  the  nitrogen- 
filled  tungsten  lamp;  or  the  Nemst  glower,  much  valuable  work 
may  be  done  throughout  the  spectrum,  extending  to  0.25  ft  or  to 
even  shorter  wave  lengths  in  the  ultra-violet.  The  thermopile 
therefore  deser%^es  a  fair  trial  as  compared  with  the  spectrophoto- 
meter, which  is  limited  in  range,  and  as  compared  with  photo- 
graphic photometry  with  its  questionable  time  exposure,  fogging 
of  plates  in  development,  and  standardization  of  plates,  which 
vary  in  sensitivity  in  different  parts  of  the  spectrtun. 

Washington,  March  20,  19 14. 


APPENDIX 

NOTE   l.-GALVANOMETER  MIRRORS 

The  idea  seems  to  prevail  that  thin  glass  or  quartz  mirrors  with 
plane  surfaces  can  not  be  made  plane  or  kept  plane  in  mounting 
them;  and  hence  selected  microscope  cover  glass  will  be  just  as 
satisfactory.  This  is  entirely  erroneous,  for  the  surface  of  the  thin 
cover  glass  is  extremely  uneven.  On  the  other  hand  the  optically 
worked  material  of  the  same  thickness  as  the  cover  glass  is  free 
from  unevenness  over  its  surface.  In  mounting  such  a  thin 
mirror  the  surface  may  become  curved  (this  is  also  true  of  the 
cover  glass) ,  but  it  will  have  a  definite  curvature  without  the  minor 
undulations  to  be  found  in  the  cover  glass. 

Having  had  such  optically  worked  mirrors  in  successful  use  for 
several  years,  it  is  desirable  to  call  attention  to  their  superior 
qualities,  as  well  as  the  manner  of  construction.  The  first  step  in 
producing  these  thin  mirrors  is  to  grind  a  flat  surface  upon  a  thick 
(5  to  8  mm)  plate  of  glass  which  acts  as  a  holder.  The  sample 
which  is  to  be  used  for  mirrors  is  also  ground  flat,  and  polished  on 
one  side,  which  is  then  cemented  to  the  glass  holder.  The  other 
side  of  the  sample  is  then  ground  flat.  The  sample  may  be  wedge 
shaped  but  that  is  unimportant.  Having  ground  the  sample  to 
the  desired  thickness  (say  0.08  mm  to  0.15)  the  surface  is  polished, 
and  it  may  be  rendered  optically  plane  to  one-fourth  of  a  wave 
length  of  light.  On  removing  this  thin  plate  from  the  holder  it 
will  be  found  that  the  surfaces  are  plane  to  one-fourth  (to  one-half) 
of  a  wave  length  of  light.  This  plate  is  then  platinized  by  cathode 
disintegration  and  cut  into  strips  of  the  desired  dimensions  by 
means  of  a  crystal  of  carborundum.  Mirrors  produced  by  cathode 
disintegration  of  antimony  are  white  and  usually  more  highly 
reflecting,  which  suggests  the  use  of  this  metal,  since  platinum  is 
inclined  to  produce  brownish  colored  mirrors.  The  mirror  is 
attached  to  the  galvanometer  suspension  by  a  mere  trace  of 
adhesive  material,  e.  g.,  universal  wax  or  tallow,  and  there  is  no 
tendency  to  distort  the  mirror  which  happens  when  it  is  attached 
with  shellac.  The  weight  of  such  a  mirror,  2.5  by  1.5  by  o.i  mm 
is  about  1.5  mg, 

NOTE   2.— VACUUM   GALVANOMETERS 

The  current  sensitivity  of  a  needle  galvanometer  is  usually 
stated  to  be  proportional  to  the  square  of  the  period ;  and  it  is  also 
proportional  to  the  square  root  of  the  resistance  of  the  coils. ''^ 

*i  Kohlrausch  Lehrbuch  Praktischen  Pbysik.  Jaeger.,  Ann.  der  Phys.  (4),  21,  p.  63;  1906. 
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This  may  have  been  true  of  the  older  forms  of  galvanometers  with 
their  ponderous  magnet  sys.tems,  but  the  sensitivity  of  the  galva- 
nometers of  recent  construction,  with  their  light  suspended  systems, 
is  not  proportional  to  the  square  of  the  period.  In  a  paper  by 
Abbott  ^-  attention  was  called  to  this  fact.  With  reference  to  the 
suspensions  used  by  him  no  definite  statement  was  made  as  to 
their  behavior  other  than  that  '*  the  deflection  is  not  even  approxi- 
mately proportional  to  the  square  of  the  period."  However,  by 
exhausting  the  air  to  0.2  mm  pressure,  he  found  that  "the  deflec- 
tion was  proportional  to  the  square  of  the  time  of  swing  up  to  a 
time  of  single  swing  of  5.5  seconds."  If  this  refers  to  the  i6-coil 
galvanometer,  it  may  explain  the  discrepancy  between  his  observa- 
tion and  those  by  the  writer. 

In  a  previous  paper  *^  data  were  published  showing  that  the 
sensitivity  of  the  4-coil  galvanometers  used  by  the  writer  is  pro- 
portional to  the  period.  It  was  therefore  of  interest  to  try  one  of 
these  galvanometers  in  vacuo.  For  this  purpose  the  four  26-ohm 
coils  (mentioned  on  a  previous  page),  mounted  in  Swedish  iron 
shields,  was  used.  A  glass  bell  jar  was  placed  over  it  and  the  air 
was  exhausted  to  less  than  o.  i  mm. 

The  coils  were  wound  in  5  layers  of  about  5  ohms  each  of  Nos.  40, 
38,  36,  34,  and  28,  B.  S.  gauge  wire  covered  with  a  single  layer  of 
white  silk.  The  outer  diameter  was  33  mm.  The  magnet  sus- 
pension consisted  of  two  groups  of  magnets,  having  4  needles  in 
each  group.  These  needles  were  from  1.2  to  1.5  mm  long  (longer 
than  usual)  and  the  total  weight  was  about  6  mg,  the  mirror 
weighing  1.5  mg. 

The  sensitivity  test  in  air  showed  that  the  law  of  current  sensi- 
tivity with  square  root  of  the  resistance  held  for  the  series-parallel 
(26  ohms)  and  all  in  parallel  (6.5  ohms) ,  but  fell  below  the  required 
value  by  8  per  cent  for  all  coils  in  series  (104  ohms).  This  galva- 
nometer was  not  constructed  with  the  expectation  of  surpassing 
others  on  hand.  The  suspension  and  especially  the  mirror  was 
heavier  than  is  usually  employed.  The  main  interest  in  this  test 
was  its  behavior  in  vacuum,  to  be  described. 

The  results  of  this  test  show  (see  Fig.  7,  the  circles  represent  an 
entirely  new  set  up  of  the  instrument)  that  for  a  single  swing 
greater  than  two  seconds,  the  sensitivity,  in  air,  is  proportional  to 
the  time  of  swing,  while  in  vacuum  the  sensitivity  increased 
somewhat  more  rapidly  than  the  time  of  swing.  The  actual  gain 
in  sensitivity  in  a  vacuum  was  about  100  per  cent  for  a  swing  of 
two  seconds,  and  only  about  25  per  cent  when  the  swing  was 
greater  than  four  seconds.     In  air,  with  a  single  swing  of  four 

«  Abbott:  Astrophys.  J..  18,  p.  i;  1903.  "  This  Bulletin.  9,  p.  7;  1912. 


Cohlenis] 


Various  Modifications  of  Thermopiles 


179 


seconds,  the  deflection  was  completely  damped;  and  with  the  air 
exhausted  the  needle  had  one  turning  point  of  small  amplitude 
before  coming  to  rest.  For  a  time  of  single  swing  of  two  seconds 
the  needle  had  two  turning  points  before  coming  to  rest,  but  in 
air  the  amplitude  of  swing  was  much  less.  The  damping  is  evi- 
dently almost  entirely  magnetic,  but  it  is  not  sufficient  to  be 
affected  by  the  external  resistance.     In  fact  the  writer  has  had  but 
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one  Thomson  galvanometer  in  which  the  damping  was  affected 
by  the  external  resistance  in  circuit.  The  magnets  in  the  present 
galvanometer  suspension  were  made  from  fine  piano  wire,  ham- 
mered flat  and  hardened  '*  glass  hard."  From  the  results  obtained 
it  appears  that  one  must  test  the  galvanometer  before  being  cer- 
tain that  there  will  be  a  marked  gain  by  placing  it  in  an  evacuated 
inclosure. 
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The  iron  clad  galvanometer  previously  described  *^  has  been 
found  to  possess  such  excellent  magnetic  shielding  that  a  more 
elaborate  one  was  constructed.  It  is  shown  in  Fig.  8.  The  four 
coils  are  embedded  in  blocks  of  Swedish  iron,  each  block  being  2.5 
t>y  5  by  9  cm.  Theoretically  a  circular  form  would  be  better 
because  it  is  more  symmetrical.  A  lamellated  shield  is  shown  in 
the  right-hand  side  of  the  illustration.  It  consists  of  about  15 
turns  of  transformer  iron  0.4  mm  in  thickness.  It  is  of  course 
imnecessary  to  have  the  slots  cut  in  the  shield,  especially  the  one 
at  the  bottom.  This  combination  provides  almost  as  good  mag- 
netic shielding  as  the  more  elaborate  soft  pipe  outfit  previously 
described.     There  are  of  course  additional  shields  provided. 

NOTE  3.— THE    MOST    EFFICIENT    COMBINATION    OF    THERMOPILE    AND    GALVA- 
NOMETER   RESISTANCE 

In  the  foregoing  tests  of  the  sensitivity  of  thermopiles  the  same 
galvanometer  was  used.  After  making  a  correction  for  loss  in  effi- 
ciency due  to  inequality  of  internal  and  external  resistance,  it 
was  found  that  the  sensitivity  of  the  type  of  thermopile  having 
all  the  elements  in  series  (resistance  about  8  ohms)  was  practically 
the  same  as  that  of  the  type  of  thermopile  having  two  elements 
joined  in  series-parallel  (resistance  about  2  ohms).  Hence,  aside 
from  the  fact  that  the  series-parallel  arrangement  may  be  the 
quicker  in  attaining  temperature  equilibrium,  there  is  no  preference 
in  the  manner  of  construction  of  the  thermopile  when  using  a 
Thomson  galvanometer.  However,  in  the  fulfillment  of  the  con- 
dition of  equality  of  internal  and  external  resistance,  a  question 
remaining  unanswered  is  the  most  efficient  resistance  of  galva- 
nometer coils  to  be  used  with  the  thermopile,  i.  e.,  whether  a  galva- 
nometer made  of  coils  of  high  resistance  (say  4  coils  each  having  a 
resistance  of  32  ohms,  and  all  in  parallel  giving  8  ohms)  should 
be  used  with  the  thermopile  of  8  ohms,  or  whether  a  galvanometer 
having  coils  of  low  resistance  (4  coils  in  parallel,  each  coil  having 
a  resistance  of  8  ohms)  should  be  used  with  this  same  thermopile, 
having  its  elements  joined  two  in  series-parallel,  and  thus  having 
a  resistance  of  about  2  ohms.  Another  combination  would  be 
four  coils  of  2  ohms  each  joined  in  series-parallel.  Theoretically, 
the  force  exerted  by  a  coil  varies  nearly  proportionally  to  the 
square  root  of  the  resistance.  While  this  relation  does  not  hold 
for  large  resistances,  the  results  ^^  shown  in  Fig.  9,  indicate  that 
a  galvanometer  having  four  coils  of  32  ohms  each  (and  giving  8 
ohms  when  joined  in  parallel)  is  6  per  cent  less  sensitive  than 

"  This  Bulletin,  9,  p.  6i;  1912  (see  Fig.  17). 

^^  This  curve  is  computed  from  data  published  by  Abbott  (Annals    Astrophys.   Obs.,    1,  p,  250)  on 
the  force  exerted  by  galvanometer  coils  of  different  resistances. 
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Fig.  8. — Ironclad  aahanometer 
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a  galvanometer  having  four  coils  of  8  ohms  each,  or  2  ohms  when 
all  the  coils  are  joined  in  parallel.  This  is  not  a  very  marked 
difference  in  sensitivity,  and  as  with  the  various  thermopiles  con- 
structed, the  writer's  experience  is  that  the  sensitivity  attainable 
in  a  galvanometer  is  dependent  mainly  upon  the  construction  of 
the  suspended  system. 

The  radiation  sensitivity  of  a  bismuth-silver  thermopile  with  16 
elements  joined  two  in  series-parallel  and  having  a  resistance  of 
1.84  ohms,  was  tested  when  connected  with  galvanometer  coils 
differing  widely  in  resistance.  The  first  galvanometer  which  was 
used  was  constructed  of  coils  having  a  resistance  of  21  ohms  (B.  S. 
No.  40,  34,  and  28  wire),  and  as  used,  with  all  the  coils  in  parallel, 
had  a  resistance  of  5.09  ohms.  From  the  experiments  on  external 
and  internal  resistance,  a  correction  of  about  10  per  cent  had  to 
be  applied  to  the  deflec-  ^//^ 
tions  when  using  this 
thermopile.  The  second 
galvanometer  was  con- 
structed of  four  coils, 
each  having  a  resistance 
of  7.6  ohms  (B.  S.  No. 
38,  30,  and  26  wire),  and 
as  used  had  a  resistance 
of  1.92  ohms.  The  com- 
puted normal  current 
sensitivity  *^  appeared  to 
be  very  closely  the  same 
for  these  two  instruments. 
These  two  galvanometers 
were  used  with  the  same  thermopile  of  1.9  ohms,  corrections  being 
made  for  inequaUty  of  external  resistance  when  using  the  one  galva- 
nometer. The  thermopile  was  exposed  to  a  standard  of  radiation. 
The  deflections  were  considerably  larger  (10  to  15  per  cent)  when 
using  the  low-resistance  galvanometer.  The  efficiency  (in  galva- 
nometer deflections)  of  the  low-resistance  combination  appeared 
to  be  10  to  15  per  cent  higher  than  was  to  be  expected  from  the 
high-resistance  combination.  In  other  words,  the  low-resistance 
thermopile    (elements  joined    in  series-parallel)   and  an    equally 

<6  The  normal  sensitivity  is  usually  defined  to  be  the  deflection  produced  at  a  distance  of  i  m  -when  a 
current  of  i  X  lo"^  amperes  is  passed  through  the  galvanometer,  the  time  of  complete  swing  being  brought 
up  to  10  seconds  and  the  resistance  being  reduced  to  i  ohm.  For  this  purpose  the  sensitivity  is  usually 
taken  to  be  proportional  to  the  square  of  the  period  and  proportional  to  the  square  root  of  the  resistance. 
The  procedure  is  misleading,  esi>ecially  as  regards  the  period.  In  some  of  the  galvanometers  described 
by  various  experimenters,  the  mirror  is  so  small  that  the  scale  can  not  be  placed  at  a  much  greater  distance 
than  I  m.  ^Ioreover,  the  coils  (15  to  2c  mm  in  diameter)  do  not  give  a  large  range  of  proportionality  of 
deflections  with  current.  In  the  present  galvanometers  the  coils  are  33  mm  in  diameter;  they  have  a  large 
range  of  proportionality  of  deflection  (20  cm)  with  current,  and  the  sensitivity  may  be  increased  by  length- 
ening the  scale  distance  of  3  m.  The  sensitivity  is  proportional  to  the  period,  at  least  for  periods  greater 
than  I  second,  which  is  the  usual  condition  of  operation. 
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low-resistance  Thomson  galvanometer  seem  preferable  to  the  high- 
resistance  (elements  all  in  series)  thermopile  and  its  auxiliary 
galvanometer. 

On  the  other  hand,  if  the  thermopile  is  used  with  a  d'Arsonal 
galvanometer,  conditions  are  different,  owing  to  the  large  (external) 
critical  damping  resistance  in  this  instrument.  As  already  men- 
tioned, it  is  desirable  to  use  a  great  many  thermoelements  joined  all 
in  series  when  the  thermopile  is  to  be  used  with  a  moving  coil  gal- 
vanometer. In  this  manner  the  greater  part  of  the  critical  damp- 
ing resistance  of  the  galvanometer  may  be  replaced  by  the  resist- 
ance of  the  thermopile.  For  example,  a  critical  damping  resistance 
of  lo  to  12  ohms  may  easily  be  supplied  by  a  thermopile  of  20  to 
24  thermoelements,  which  are  joined  in  series.  The  emf  produced 
will  be  twice  that  of  the  elements  joined  two  in  series-parallel,  and 
the  galvanometer  deflection  of  the  all-in-series  arrangement  should 
be  twice  that  of  the  two-in-series-parallel  arrangement.  This,  of 
course,  is  just  the  opposite  to  the  results  with  the  Thomson  gal- 
vanometer. The  latter,  however,  is  the  more  sensitive  instru- 
ment, and  on  a  single  swing  of  2  to  3  seconds  a  current  sensitivity 
of  i  =  3  by  io-^°  amperes  is  easily  attained. 

NOTE  4.— TEST  OF  STELLAR  THERMOELEMENTS  ON  STARS 

While  this  paper  was  in  press  it  was  possible,  through  the 
courtesy  of  Dr.  W.  W.  Campbell,  Director  of  Lick  Observatory, 
to  test  the  sensitivity  of  some  of  the  stellar  thermoelements,  just 
described  in  connection  with  the  Crossley  reflector.  For  this  pur- 
pose from  two  to  three  elements  were  mounted  in  evacuated  glass 
receptacles,  as  shown  in  Fig.  10,  which  contains  two  elements. 
Instead  of  the  fiber  mounting  shown  in  Fig.  3,  No.  4,  the  elements 
were  attached  to  platinum  lead  wires,  which  were  sealed  into  a 
glass  tube.  To  the  platinum  wires  were  attached  copper  wires, 
No.  I  and  No.  2,  shown  in  Fig.  10.  The  glass  tube  containing  the 
platinum  wires  was  sealed  into  a  thick  piece  of  plate  glass,  G,  by 
means  of  Khotinsky  cement,  K.  The  quartz-glass  tube,  contain- 
ing the  metallic  calcium,  Ca,  was  likewise  attached  permanently 
with  this  cement,  K.  The  main  portion  of  this  glass  receptacle 
consisted  of  a  single  piece  of  glass,  E,  with  a  projecting  glass  tube 
containing  potential  terminals,  P,  for  testing  the  evacuation.  A 
fluorite  window,  F,  admitted  the  .stellar  radiations  into  this  glass 
vessel,  and  upon  the  thermoelements,  which  are  supported  by  the 
platinum  lead  wires  to  be  seen  through  the  glass  vessel  E.  The 
rear  window  of  glass  G  was  attached  by  means  of  stopcock  grease, 
covered  with  Chatterton  wax. 

This  peculiar  form  of  construction  was  necessary  in  order  to 
be  able  to  use  the  device  when  attached  to  the  plate  holder,  in  the 
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focus  of  the  telescope  mirror.  The  star  image  and  the  receivers 
of  the  thermoelement  are  viewed  from  the  side  of  the  telescope 
tube  by  means  of  a  right-angled  prism  and  a  lens  mounted  close 
to  the  glass  plate  G.  It  was  therefore  necessar}^  to  design  the 
radiometric  attachment  so  that  all  projecting  parts  extended 
downward  in  the  direction  of  the  reflecting  mirror.  This  mirror 
has  a  focal  length  of  534  cm  and  a  clear  aperture  of  92  cm,  afford- 
ing a  ratio  of  aperture  to  focal  length  of  i  to  5.8. 

Two  receptacles,  as  shown  in  Fig.  10,  were  prepared  for  the 
test.  The  one  (No.  7)  contained  an  element  of  bismuth-platinum 
and  an  element  of  bismuth-bismuth  tin  alloy  (5  per  cent  tin). 
The  second  receptacle  (No.  6)  contained  an  element  of  bismuth- 
bismuth  and  tin  alloy,  and  two  elements  of  bismuth-platinum.  In 
one  of  the  latter  elements  the  bismuth  was  folded  so  that  the  two 
receivers  were  side  by  side,  in  order  to  easily  expose  the  receivers 
alternately  to  the  star  image.  The  two  elements  in  receptacle 
No.  7  were  selected  from  the  best  found  in  previous  tests  and  were 
remoimted.  The  three  elements  in  receptacle  No.  6  were  moimted 
just  before  leaving  for  Blount  Hamilton,  and  there  was  no  time 
for  the  preliminar}^  radiation  sensitivity  tests. 

These  two  receptacles  were  evacuated,  the  stopcocks  were  seciured 
with  Chatterton  compound,  and  the  vacuum  was  thereafter  main- 
tained by  wanning  th€  metallic  calcium,  Ca,  Fig.  10,  by  means  of 
a  small  alcohol  blast  lamp.  This  outfit  was  taken  to  Mount  Ham- 
ilton, Cal.,  a  distance  of  about  3200  miles,  without  serious  mishap 
(one  element  in  No.  6  was  broken  in  climbing  the  mountain),  and 
the  calcium  was  occasionally  heated  with  the  alcohol  blast  lamp  to 
remove  any  vapors  that  may  have  been  evolved.  Some  time  after 
arrival  on  Mount  Hamilton  one  of  the  receptacles  began  to  leak  a 
little.  This  was  remedied  by  applying  a  coat  of  shellac  to  the 
ground  joints.  A  vacuum  pump  was  taken  along  for  security 
against  serious  accidents,  but  it  was  never  unpacked.  From  this 
it  is  evident  that,  equipped  with  a  number  of  evacuated  receptacles 
containing  thermoelements,  one  can  go  to  the  remotest  regions  to 
make  radiometric  measurements  without  being  obliged  to  ca,rry  a 
hea\y  pump.  This  is  one  of  the  principal  achievements  in  con- 
nection with  the  work. 

In  the  radiation  sensitivity  tests  on  stars  it  was  found,  as  it  had 
been  previously  observ'ed  in  the  tests  on  artificial  stars,  that  there 
was  but  little  difference  in  the  radiation  sensitivity  of  bismuth- 
platinum  thermoelements  as  compared  with  the  elements  of  bis- 
muth-bismuth and  tin  alloy  which  had  a  50  per  cent  greater  thermo- 
electric power.  The  pair  of  elements  used  in  No.  7  were  selected 
from  previous  tests,  and,  as  used  in  the  reflector,  the  element  of 
bismuth-bismuth  and  tin  alloy  was  only  about  10  per  cent  more 
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sensitive  than  the  element  of  bismuth-platinum.  In  the  latter  the 
receivers  were  tin  globules  pressed  flat,  as  already  described.  In 
the  former  the  receivers  were  of  Wood's  alloy  (used  as  a  solder), 
which  was  pressed  into  a  thin  disk  between  thin  plates  of  mica,  the 
pressure  being  applied  when  the  solder  was  in  a  molten  state. 

The  behavior  of  the  bismuth-bismuth  tin  alloy  element  in 
receptacle  No.  6  was  unusual  in  that  one  receiver  (of  Wood's 
alloy  pressed  flat  when  in  a  molten  state)  was  about  40  per  cent 
more  sensitive  than  the  other.  The  least  sensitive  receiver 
attached  to  this  element  was  about  10  per  cent  less  sensitive  than 
the  receivers  joined  to  the  element  of  bismuth-platinum.  In  the 
latter  the  two  receivers  had  practically  the  same  radiation  sen- 
sitively. 

It  is  beyond  the  scope  of  the  present  paper  to  include  the 
results  obtained  in  measuring  the  radiation  from  stars.  These 
radiation  measurements  are  quantitative  on  stars  down  to  the 
5.3  magnitude,  while  good  qualitative  measurements  were  made  on 
stars  down  to  the  6.6  magnitude.  In  all,  112  celestial  objects 
were  measured,  including  Saturn's  rings,  the  dark  and  the  bright 
belts  of  Jupiter  (also  a  pair  of  his  moons  which  happened  to  be 
close  together),  and  a  planetary  nebula,  which,  however,  gave  no 
positive  deflections.  In  this  preliminary  survey  it  was  shown 
that  red  stars  are  emitting  radiation  at  a  far  more  rapid  rate  than 
blue  stars  of  the  same  photometric  magnitude.  These  observa- 
tions were  substantiated  by  using  an  absorption  cell  of  water  i  cm 
in  thickness,  which  absorbs  all  the  infra-red  beyond  1.4  ft.  This 
test  eliminated  the  question  of  the  size  and  the  distance  of  the 
star.  It  showed  that  comparing  stars  of  the  same  photometric 
brightness,  the  red  stars  emit  from  2  to  3  times  as  much  infra-red 
radiation  as  do  the  yellow  and  the  blue  stars.  This  shows  why 
it  is  that  a  red  star  causes  a  galvanometer  deflection  which  is  2  to  3 
times  that  produced  by  a  blue  star  of  the  same  photometric 
brightness. 

Before  going  to  Mount  Hamilton  it  was  the  intention  to  use 
certain  stars  as  standards  of  radiation  in  testing  the  radiation 
sensitivity  of  the  thermocouples.  After  several  nights  of  observa- 
tion it  was  fotmd  that  a  slight  variation  in  humidity  caused  a  great 
variation  in  the  total  amount  of  radiation  from  the  standard  star, 
so  that  any  possible  variation  in  the  radiation  sensitivity  of  the 
thermocouple  was  negligible  in  making  the  measurements.  In 
other  words,  the  thermocouple  was  used  to  observe  the  variation 
of  atmospheric  transparency  for  stellar  radiations.  This  variation 
in  transparency  was  most  marked  for  red  stars,  as  was  to  be  ex- 
pected from  the  tests  with  the  water  cell. 
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Time  did  not  permit  the  constructiou  and  testing  of  stellar 
bolometers,  as  had  been  planned,  to  compare  with  the  stellar 
thermopiles.  However,  from  tests  made  in  the  laboratory^  and 
from  the  tests  of  vacuum  bolometers  by  Buchwald/'  it  does  not 
appear  that  the  radiation  sensiti^-ity  of  a  vacuum  bolometer  will 
be  much  higher  than  the  radiation  sensiti\dty  of  the  herein- 
described  vacuum  thermoelements.  Buchwald's  experiments 
show  that  the  radiation  sensiti\'ity  of  the  bolometer  was  increased 
from  4  to  5  times  when  the  air  was  evacuated  to  a  pressure  of 
0.00 1  mm,  which  is  the  same  increase  in  sensiti\4ty  as  obser\^ed 
in  the  herein- described  thermoelements.  The  thermoelement  is 
no  doubt  the  least  affected  by  wind  and  by  temperature  variations, 
so  that,  even  though  it  may  be  sHghtly  less  sensitive  than  the 
bolometer,  it  will  be  the  steadier  in  its  behavior  when  connected 
^-ith  the  auxiliarv'  galvanometer,  and  it  will  be  possible  to  read 
smaller  deflections.  On  several  nights  obser\'ations  were  made 
on  stars  with  a  wind  blowing  upon  the  apparatus  at  a  velocity 
of  over  20  miles  per  hour,  which  gives  some  idea  of  the  steadiness 
of  the  stellar  thermocouple. 

It  is  of  interest  to  record  that  the  galvanometer  used  in  these 
tests  was  the  ironclad  instrument  shown  in  Fig.  8.  It  stood 
upon  the  south  pier  which  forms  one  of  the  two  supports  of  the 
polar  axis  of  the  reflector.  The  galvanometer  was  therefore 
verv^  close  to  the  hea\^^  iron  telescope  tube.  In  spite  of  this  fact, 
the  rotation  of  the  telescope  tube  affected  the  galvanometer  only 
when  the  reflector  was  directed  upon  stars  situated  low  on  the 
northern  horizon,  which  brought  the  lower  end  of  the  telescope 
tube  within  i  meter  from  the  galvanometer. 

It  is  of  interest  to  record  also  that  aside  from  its  excellent 
magnetic  shielding  the  galvanometer  sensitivity  was  not  greater 
than  that  ordinarily  used  in  the  Bureau  of  Standards,  viz,  i=  1.5 
X  10^^^  ampere. 

NOTE  5.— THE  MAINTENANCE  OF   HIGH  VACUA  BY   MEANS  OF   METALLIC  CALCIUM 

It  is  a  well-known  fact  that  metalHc  calcium  when  heated  has 
the  property  of  combining  with  all  atmospheric  gases  except 
argon.  The  application  of  this  property  of  metalHc  calcium  as  an 
evacuator  has  been  suggested  as  a  result  of  the  researches  made  by 
Moissan  ^^  and  by  Amdt,-^  Experiments  on  the  production  of 
high  vacua  by  means  of  metallic  calcium  have  been  made  by 

<•  Buchwald:  Ann.  der  Phys.  (4),  35,  p.  928.  1910. 

♦^  Moissan:  Compt.  Rend.,  127,  p.  29,  497,  584;  129,  p,  1757,  189S. 

«  Arndt:  Ber.  d.  Deutsch.  Chem.  Gessell..  37,  p.  4713;  1904. 
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Soddy.^*'  A  summary  of  the  results  of  these  experiments  may  be 
found  in  Baly's  Spectroscopy.^* 

In  preparing  the  receptacles  for  the  thermoelements  shown  in 
Fig.  lo  the  main  difficulty  experienced  was  in  producing  an  air- 
tight container.  This  required  so  much  time  that,  starting  with 
the  general  information  that  calcium  is  useful  in  producing  a 
vacuum,  the  application  of  this  material  for  maintaining  a  vacuum 
in  the  present  apparatus  was  perfected  independently  of  previous 
work.  In  fact,  the  paper  by  Soddy  was  not  consulted  until  after 
arrival  on  Mount  Hamilton.  This  no  doubt  was  a  fortunate  pro- 
cedure, for  some  of  the  results  obtained  in  the  use  of  calcium  as 
an  evacuator  seem  to  be  at  variance  with  previous  experiments 
and  also  at  variance  with  the  prevailing  notion  that  calcium  very 
readily  attacks  quartz.  For  example,  it  was  found  that  a  light- 
walled,  quartz-glass  tube  could  be  used  to  contain  the  metallic 
calcium,  as  shown  in  Fig.  lo.  This  tube  can  be  heated  to  a  low 
red  heat  without  danger  of  cracking,  or  collapsing  when  evacuated. 
At  this  temperature  the  metallic  calcium  unites  readily  with  the 
residual  gases,  without  attacking  the  quartz-glass  tube.  If  heated 
to  a  bright  red  temperature,  the  hydrides  and  nitrides  of  calcium 
are  dissociated  and  gases  are  evolved.  On  cooling  these  gases 
again  combine,  and,  on  admitting  a  small  amount  of  air  through 
the  stopcock,  it  was  found  that  nitrogen,  etc.,  continued  to  com- 
bine with  the  calcium  until  the  temperature  had  fallen  to  about 
300°.  If  the  calcium  is  heated  to  a  very  bright  red  then  it,  of 
course,  combines  chemically  with  the  quartz  glass.  However,  by 
evacuating  the  air  to  a  pressure  of  about  o.i  mm  there  is  no 
necessity  for  heating  the  calcium  to  a  higher  temperature  than 
that  indicated  by  the  red  glow  of  the  quartz-glass  tube. 

Before  closing  the  container  permanently  it  was  found  best  to 
evacuate  the  air  to  a  low  pressure  and  heat  the  calcium  to  a  bright 
red,  which  dissociates  the  hydrides,  etc.  The  pumping  is  con- 
tinued, and  air  is  admitted  repeatedly  to  assist  in  clearing  the 
water  vapor  from  the  walls  of  the  receptacle. 

Some  of  the  air  admitted  combines,  of  course,  with  the  hot 
calcium,  but  that  it  not  detrimental.  The  quartz-glass  tube  may 
become  black  from  the  vaporized  calcium,  as  shown  in  Fig.  10  (this 
is  container  No.  7,  described  in  Note  4) ,  but  that  seems  to  be  bene- 
ficial rather  than  detrimental.  In  fact,  calcium  in  container  No.'  6 
(see  Note  4)  was  not  given  this  severe  preliminary  heating  before 
detaching  it  from  the  pump,  and  the  best  vacuum  was  produced 
only  after  some  of  the  calcium  had  been  vaporized  by  a  subsequent 
heating  to  a  bright  red.  The  black  deposit  on  the  walls  of  the 
quartz-glass  tube  is  easily  removed  by  means  of  soap  and  water. 

^  Soddy:  Proc.  Roy.  Soc,  78,  p.  429;  1907.  &'  Baly:  Spectroscopy,  p.  433  (new  edition). 
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As  mentioned  in  Note  4,  what  vapors,  if  any,  were  given  off  by 
the  stopcock  grease  and  the  Khotinsky  cement  were  removed  by 
heating  the  calcium  by  means  of  an  alcohol  blast  lamp,  which  was 
the  most  convenient  method  of  heating  on  a  mountain.  A  small 
electric  heater  siuroimding  the  quartz  tube  might  be  provided  in  a 
permanent  laboratory  equipment.  Now  that  the  device  has  been 
shown  to  be  useful,  it  is  possible  to  eliminate  the  stopcock,  thus 
removing  one  source  of  possible  leaking.  However,  the  stopcock 
is  the  most  useful  part  of  the  apparatus  in  case  of  breakage,  and  it 
is  not  detrimental  to  retain  it.  The  stopcock  grease  used  was  a 
haphazard  combination  of  beeswax  and  mutton  tallow  (which  was 
too  hard  for  frequent  turning  of  the  stopcock) ,  to  which  had  been 
added  a  combination  of  rubber  dissolved  in  vaseline.  The  latter 
when  used  alone  was  too  soft  to  withstand  the  pressure  upon  the 
stopcock.  The  whole  was  heated  in  vacuo  to  remove  the  air,  and 
happened  to  be  an  excellent  mixture.  The  Chatterton  compound 
gave  off  vapors,  and  hence  was  used  only  as  an  outside  cover 
because  of  its  pliability  when  subjected  to  slow  changes  by  expan- 
sion and  contraction.  As  mentioned  in  Note  4,  there  seemed  to  be 
no  leaking  of  air,  and  the  vapors  released  from  within  were  easily 
removed.  If  the  receptacles  had  leaked,  all  the  constituents  of  the 
air  could  have  been  removed,  except  argon,  of  which  there  would 
have  been  an  accumulation,  which  eventually  would  have  been 
sufficient  to  reduce  the  radiation  sensitivity  of  the  thermoelements. 
Judging  from  the  faint  bluish  discharge  in  container  No.  6,  when 
operated  on  an  induction  coil,  there  was  present  a  small  amount  of 
argon,  introduced  by  a  temporary  leak,  as  already  mentioned. 

As  to  the  actual  degree  of  evacuation  attained,  no  exact  meas- 
vuements  were  made.  It  was  found  that  after  warming  the  cal- 
cium the  discharge  from  a  10,000- volt  transformer  could  not  be 
passed  through  the  tube.  At  Moimt  Hamilton  the  tests  were  made 
with  a  small  induction  coil  operated  by  two  ' '  dry  batteries. ' '  In 
this  test  the  discharge  would  pass  through  the  5 -cm  air  space 
between  the  electrodes  P,  Fig.  10,  in  preference  to  passing  through 
the  evacuated  space  within  the  tube.  With  reference  to  the  effi- 
ciency of  the  device  it  may  be  added  that  this  evacuator  employing 
calcium  to  maintain  a  vacuiun  was  foimd  superior  to  the  carbon 
electrode  evacuator  described  by  Pfund.^^  In  the  latter  it  was 
foimd  that  if  the  discharge  was  too  vigorous  gases  would  be 
expelled,  which  could  be  removed  only  by  pumping  or  by  heating 
the  calcium  evacuator  which  was  tested  at  the  same  time.  On  the 
other  hand,  if  the  calcium  be  overheated,  thus  dissociating  the 
hydrides,  etc.,  the  gases  are  again  combined  on  cooling. 

52  Pfund:  Phys.  Z.  S.,  13,  p.  870;  1912. 


